1955 


THE 


Issue No. 


NAL THE CANADIAN SOCIETY RADIOLOGICAL TECHNICIAN 


OL. 
res 
aly 
4 
Re 
4 
| | | 
i 


that Saves Darkroom Time 
Saves Darkroom Trouble 
Saves Storage Space 


FILMs were not always rugged they are 


today. Therefore, paper was necessary protect 
the emulsion 


DuPONT But today’s super-hardened, abrasion-resistant 
films can stand rough treatment. The interleaving 
ON-INTERLE 
does this: increases weight. It’s something you can 
Cassette loading simplified. without. 


Cassette loading speeded up. 
The darkroom kept neater. 


For over two years this new package has been 


use over fifty X-ray laboratories. has been 
Handling boxes reduced. tried under exacting conditions heat, humidity, 


Weight saved. 


The possibility static lessened. 
source lint and dust removed. 
The danger radioactive contamination 


lessened. 


and rough handling. The results this field 
evaluation confirm our conviction that films have 
been improved enough that the interleaving 
paper longer needed. 


your next order specify DuPont Film 


CANADA 


PONT COMPANY CANADA LIMITED 
Photo Products 


Montreal, Toronto, Winnipeg, Calgary, Vancouver 


‘ 
that contains only 


SERVICE 


more than word 


the word Service synonymous with Success. 


When were young this business, decided 


that were selling the finest X-Ray Equipment 
available, should also provide the finest service 


facilities for it. 


TORONTO HALIFAX 
MONTREAL SUDBURY 
WINNIPEG QUEBEC CITY 
VANCOUVER CALGARY 
ST. JOHN, N.B. OTTAWA 
WINDSOR REGINA 
EDMONTON SASKATOON 
WHATEVER YOUR ELECTRO-MEDICAL EQUIPMENT 


SERVICE REQUIREMENTS, CALL 


Exclusive Canadian Distributors and Servicers for Keleket X-Ray Corporation, 
Sanborn Company, The Liebel-Flarsheim Company, Siemens-Reiniger-Werke, 
Georg Schonander, and Offner Electronics Inc. 
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ALBERTA DIVISION 


PLACEMENT BUREAU 


WM. ANDRAIS, R.T. 
540 Tegler Building 
Edmonton, Alberta 


Radiologists and Technicians are 
invited use this service. 


EDMONTON BRANCH 

The January meeting the Edmonton Branch 
was held the Misericordia Hospital. 
are very pleased see such good attendance 
all the monthly meetings. 

Dr. Copestake gave very interesting 
lecture “Cardiac Diseases,” describing de- 
tail the procedure heart catheterization. 

the February meeting there was lengthy 
discussion the short course for x-ray techni- 
cians, which already operation. Plans were 
also started for the Alberta Provincial Conven- 
tion, which held Edmonton April 
30th, 1955. 

Dr. Hyndman, Radiologist, and Dr. 
Davey, Pathologist, showed number inter- 
esting slides and gave lecture “Pathological 
Interpretation Radiological Findings.” 

The main topic the March meeting was 
discussion the Resolutions presented 
the Provincial Convention. report from 
the Educational Committee was presented 
Miss Joan Graham. 

Dr. Frew was the guest speaker for the 
evening. gave instructive talk 
Obstetrics.” 

the April meeting Mr. Geo. Hall reviewed 
the Constitution, that all members would 
familiar with it. Nominations for the Chairmen 
the various committees the Provincial Ex- 
ecutive also took place. 

the close the meeting all enjoyed the 
lunch which was served the General Hospital 
Staff. 


The election officers for the local Branch 
and post-convention meeting will held 
the Misericordia May 9th. 

Our best wishes are extended Mr. Roy 
Hendra and Mr. Bill White, who have left the 
x-ray field for other vocations. 

Many good wishes are sent Miss Doris 
Gregory who recently became the bride Mr. 
Gerald Noel. 

—HENRIETTA HENDEREK, R.T., 
Sub-Editor. 


CALGARY BRANCH 

The winter meetings the Calgary Branch 
held many interesting speakers and lectures. 
November, Dr. Sturdy spoke “Anomalies 
Bone Growth” and December, gave very 
interesting talk “The Structure the Lum- 
bar Spine”; then showed coloured film 
Discograms. 

Also December the slate officers for the 
1955 season was submitted: 

President—Mr. Stan Kathrens. 

Vice-President—Mr. Sid Matthews. 

Secretary-Treasurer—Miss Philippa Boese. 

Convenor—Miss Barbara Char- 
man. 

Social Convenor—Mr. Leo Jarmaluk. 
6Reporter The Focal Spot—Miss 
McNamee. 

the January meeting, held the Alberta 
Crippled Children’s Hospital, Dr. Townsend 
gave illustrated lecture “Some Congenital 
Deformities” and showed Red Cross documen- 
tary film, “They Dance Again.” 

The big event for February was our annual 
and dance held 14th February the 
Nag-Way. The Radiologists very kindly put 
cocktail party for the group before the buffet 
supper and dancing. 

the April meeting Dr. Vernon spoke 
“The Clinical Apects Diagnosis and Treat- 
ment the Peptic Ulcer.” 

The delegation from Calgary looking for- 
ward the Provincial Convention Edmonton 
the end April. 

wish congratulate all those who passed 
their recent examinations. 

Submitted for Miss Wanda McNamee, R.T., 


Wanda 


PHILIPPA BOESE, R.T. 
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Now you can replace old sta- 
tionary-anode tubes without 
counterweighting problems 


Yes, complete with air circulator, 
the new G-E LWRT tube unit 
weighs only pounds, thanks 
part its magnesium housing. 
bigger than stationary-anode tube 
unit, offers all the recognized ad- 
vantages rotating-anode tube. 

The LWRT promotes better film 
detail, due finer focal-spot sizes. 
And because this General Electric 


Progress Our Most Product 


GENERAL 


General Electric 


y_lightweight 
-target tube 


tube unit has greatly increased 
capacity, you can work with short- 
exposure times get sharper 
radiographs. 

Operates with either full-wave 
self-rectified equipment. Attrac- 
tively finished gray ripple-tone 
enamel. And bears the U/L seal 
approval. 

Get all the facts from your G-E 
representative. Phone write the 
nearest office General Electric 
X-Ray Corp., Limited—Montreal, 
Toronto, Vancouver, Winnipeg. 


Dala 

© Built-in filtration — 0.5 mm Al. 

focal-spot sizes. 

Tube-unit heat-storage capacity 
625,000 heat units. 

Anode heat-storage capacity —68,00¢ 
heat units. 

Anode heat dissipation—15,000 heat 
units per minute. 

@ Radiographic ratings (full-wave) — 
300 kvp, 1/20 sec 
200 100 kvp, sec 
100 ma at 100 kvp, 5¥2 sec. 

@ Fluoroscopic ratings (full-wave) — 
2.5 100 kvp continuously 
3 ma at 85 kvp continuously 
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NEWS ITEMS FROM THE PROVINCES 


BRITISH COLUMBIA DIVISION 
C.S.R.T. 


PLACEMENT BUREAU 
MR. LOCKWOOD, R.T. 
X-Ray Department, West Coast General 
Hospital, Port Alberni, B.C. 
Radiologists and Technicians are 
invited use this service. 


February 26th the B.C. Division held its 
Annual Meeting over the City Victoria. 
excellent attendance made the meeting very 
successful one. The day was divided into three 
sections and certainly proved busy one. 
The morning session was the business meeting 
and started off with messages welcome from 
various levels. Mr. Stirling took over the Chair 
and the reports committees and other work 
was carried out without delay. pleasant 
note that the year was successful one 
many ways. Financially are good posi- 
tion. The place meeting for 1956 
Kelowna plans for this can carried out. 
The members were guests the staff St. 
Joseph’s Hospital very lovely luncheon for 
which were most grateful. The afternoon 
session was devoted technical papers and the 
speakers were most enjoyable listen to. Dr. 
Stuart spoke “The Anatomical Approach 
Radiography the Sinuses and Facial 
Bones.” This was excellent address. Miss 
Paterson Royal Jubilee Hospital spoke 
“Personal Relationships Radiography.” This 
was most amusing and she has been asked 
send the article The Focal Spot that other 
members might enjoy its quiet humour. Dr. 
Boyd Roberts gave most comprehensive talk 
“The Hazards Radiation” which gave 
valuable information this subject. 
Mr. Len Martin read paper from Mr. Smith 
the Victoria Machinery Depot “X-Rays 
Industry” conclude very fine afternoon. 
Victoria congratulated for the manner 
which they arranged everything for this 
meeting. 


The evening was taken over for the Annual 
Banquet and Dance. This was held very 
quaint old-fashioned hotel near Esquimalt, 
Cocktails were served through the generosity 
the B.C. Division the Canadian Association 
Radiologists. This was gratefully acknowl- 
edged and very much appreciated. Mr. Len 
Martin chairman did bang-up job and kept 
the members very good humour—ably 
assisted doubt the donation from the 
radiologists. Guest speaker was Dr. 
Edmison the Royal Jubilee Hospital. talk 
Dr. Edmison always uproarious event 
and this proved exception. de- 
scribed new method x-ray therapy which 
was nothing less than panic from start fin- 
The members were helpless with laughter 
his descriptions. The rest the evening 
until the wee small hours was spent dancing 
the music Rudd’s Orchestra. The 
officers were installed their various offices 
Mr. Stirling this meeting and are 


President: Mr. Derrald Thompson Victoria. 

Vice-President: Miss McDonald 
Vancouver. 

Victoria. 

Secretary: Mrs. Fowler, Vancouver. 

Treasurer: Mrs. Hood, Vancouver. 

Director: Mr. Smith, Vancouver. 

Mr. Thompson will the delegate the 
Annual Meeting the C.S.R.T. and will 
doubt make many friends for the B.C. Division. 

Vancouver Branch had Dr. Stuart over from 
Victoria for the April meeting and repeated 
his talk Sinus Radiography for the benefit 
those who had not been able over 
Victoria. The May meeting the Branch will 
held the Crease Clinic Essondale Men- 
tal Hospital. 


Victoria Branch has also been quite busy and 
the March meeting had Mrs. Kissinger 
charge the meeting which proved quite 
successful. April Dr. Jackh, newcomer 
Victoria, addressed the meeting. 


Miss Deborah Warren and Sylvia Dalen 
Victoria are having happy time England. 

Ron Thacker has transferred Saint John, 
N.B., and enjoying life that section the 
world. 

Miss Donna Brumpton and Mr. Stirling are 
getting better response Student meetings 
Vancouver and hope the good attendance will 


continue. (continued 58) 
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Pont “Patterson” Screens are 


blemish-free... 


Pont Screens are 
scientifically made with all the tender care 
craftsmen proud their skill. Theirs truly 
art. 

Examine brilliant, new Pont 
Screen. Note how light reflected from 
its clean, smooth, shining surface. There’s not 
ripple. Not streak. It’s blemish-free. 

Dependability built into every Pont 
Screen. The one you buy today 
exactly the same physical quality the one 
you last purchased. will perform exactly 
the same way meet every exacting standard 
you maintain your own x-ray technique. 


This characteristic perfection plus the 
uniformity, durability, wear resistance and clean- 
ability Pont Screens an- 
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other reason why x-ray departments the world 
over prefer and insist upon intensifying screens 
bearing the famous name Your 
dealer will gladly take your order for these 
dependable screens. 

booklet, That Matter,” your 
guide the care screens. copy will sent 
upon request. 


PONT COMPANY 


CANADA LIMITED 
Photo Products 
Box 660, Montreal, Que. 


CANADA 
MONTREAL TORONTO WINNIPEG CALGARY \ ROUVER 
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recent flu epidemic around the coast cities 
has given lot unrest and misery many 
technicians. However, now that Spring here 
hoped all will soon wall again. Spring 
this year apparently consists temperatures 
the low forties. 


the time this appears print the R.T. 
Exams will thing the past. However. 
wish all the twenty-one B.C. students 
who are sitting for this ordeal the very best 
luck. 


Once again would like remind all 
students and technicians B.C. that there are 
still Gaevart Medals awarded and would 
urge them get busy and try win one. The 
medals are lovely and would really well worth 
winning. 

Grid Lines, the local bulletin the B.C. Divi- 


NEWS ITEMS FROM THE PROVINCES 


sion, made its first appearance its new Spring 
outfit and hear has been receiving the 
approval all members. nice shade 
blue and the news good the exterior 
will quite little bulletin. 


Mr. Jerry Saunders and Mr. Stirling 
are co-chairmen for the 1956 meeting the 
C.S.R.T. held Victoria. All members 
are asked lend whatever assistance they pos- 
sibly can really make 1956 Victoria some- 
thing remembered the C.S.R.T. 
1950 Vancouver put across mean man- 
ner and the capital city should able 
even better. 

Fifty-six let the slogan be, 
Victoria the lovely for you and me. 


—W. STIRLING, 
Sub-Editor. 


MANITOBA DIVISION 
C.S.R.T. 


The first regular meeting for 1955 was held 
the Medical College with about members 
present. Dr. Squire, Radiologist from Dr. 
Wheeler’s Clinic, gave most interesting and 
informative address the subject, “The Atomic 
Bomb,” which explained and showed the 
destructiveness the bomb, and the best way 
protecting ourselves from the blast and radia- 
tion. Mr. Des Butler, technician from the 
Wheeler Clinic, presented technical paper 
the “Radiography the Ribs.” This year 
each the meetings our intent have 
either technician student presenting tech- 
nical papers. 


The Canadian General Electric Corporation 
were our hosts the February meeting held 
their new premises 565 Portage Ave. Mr. 
Don Phillo the Technical Service Dept. 
the General Electric Milwaukee, spoke the 
subject, “X-Ray Physics.” His talk was 
illustrated the use demonstration panel 
which contained the complete x-ray circuit 


panoramic view. Miss Summerville, student 
the Municipal Hospital, presented technical 
paper “Two Complications Poliomyelitis.” 
She dealt mainly with the infection and treat- 
ment the kidneys and spine. 


The annual Graduation Banquet and Dance 
was held February 19th the Blue Room 
the St. Charles Hotel with about 115 plates 
served. Dr. Bell, Dean Medicine 
the Medical College, was the guest speaker for 
the evening. spoke “Evolution.” Dr. 
Elliott, Radiologist the Winnipeg Clinic, 
addressed the graduates, urging healthful atti- 
tude toward their chosen profession. Miss Joan 
Barten, who trained the Winnipeg General 
Hospital, presented the Valedictory Address. 
The evening wound with couple hours 
dancing which was pleasantly enjoyed all. 


Our March meeting was held the Winnipeg 
General Hospital March 21st. Dr. Parkin- 
son, one Canada’s most outstanding neuro- 
surgeons, was our guest speaker that occasion. 
Through the use slides explained the great 
importance accuracy the radiographing 
the skull, especially the air studies. Two 
films were shown; one the preparation 
ventriculography, encephalography and angio- 
graphy and second craniotomy performed 
under local anaesthetic. 


—ALEX TRIGGERSON, 
Sub-Editor. 
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Wrapped 


its own holder. 


time. 


Particularly 
Useful For 


Accident cases. 
Private office use. 
Busy X-ray Departments. 


Processing 


for screen films. 
Same time. 
Same temperature. 


High Speed 
Emulsion 


Gives much wider range use 


than usual with non-screen films. 


Packings and 


Envelope wrapped—12 per 
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X-RAY FILM 


ILFORD LIMITED ILFORD LONDON 


For further information ask your X-Ray Dealer, 


Booth Company Limited 


Mercer Street, Toronto, Ont. 
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NEWS ITEMS FROM THE PROVINCES 


NEW BRUNSWICK 
X-RAY TECHNICIANS 


The regular meeting the New Brunswick 
Society X-Ray Technicians was held the 
Lancaster Hospital Saturday, January 29th, 
1955, with the President, Miss Thelma Amos, 
presiding. Because weather and road condi- 
tions, there was only fair attendance. 

Five new student members were welcomed 
into the Society. 

Following the business meeting three excel- 
lent papers were given. The first was Miss 
Helen Whalen, the Tuberculosis Hospital, 
East Saint John. She dealt with “Tomography, 
Its Historical Background and Development,” 
and present day applications. Miss Whalen ex- 
hibited films demonstrate the usefulness 
‘ayer radiography with respect diseases 
chest. 

Miss Margaret Pringle, the Victoria Pub- 
lic Hospital, Fredericton, then gave paper 
“Technique for P.A. Sternum.” Miss Pringle 
ably demonstrated, with the aid film exhibits 
and line drawings, the advantages this par- 
ticular technique show the sternum without 
distortion and superimposition overlying 
structures. 


The last paper the evening was given 
Mr. Rex Radford, the Victoria Public Hos- 
pital, Fredericton. The title his paper was 
“Film Copying Solarization.” The advan- 
tages this technique over the more conven- 
tional methods were pointed out. Mr. Radford 
showed several films copied this manner. 


The fixing the date and place for the 
Annual Meeting the New Brunswick Society 
was discussed and was decided that would 
held Moncton the 28th May. 

Following the meeting refreshments were 
served the X-Ray Staff, and were all 
taken tour the X-Ray and other new 
departments. 


Congratulations Miss Helen Whalen, Miss 


Margaret Pringle, and Marion Smith, who re- 
cently passed their C.S.R.T. examinations. 


The second general meeting the New 
Brunswick Society X-Ray Technicians was 
held Saturday, April 2nd, the Saint John 
General Hospital, with the President, Miss 
Thelma Amos, the chair. 


There was good attendance the meeting 
from Saint John, Moncton, and Fredericton. 


The only business note was the matter 
salaries which was again raised, and commit- 
tee was appointed gather information, etc., 
presented the Anual Meeting. 


Technicians were reminded their forthcom- 
ing dance held April 30th the 
Admiral Beatty, and hoped there will 
good attendance. 


this meeting two students gave papers. 
The first Miss Joyce Campbell, the Vic- 
toria Public Hospital, Fredericton, was entitled 
“Surface Anatomy—Its Importance Radio- 
graphy.” Miss Campbell exhibited excellent 
drawing done herself, and ably brought home 
how essential this basic subject x-ray 
technician. 

The second paper the evening was given 
Miss Joan Duncan, the General Hospital, 
Saint John. paper dealing with Wilhelm 
Conrad Roentgen, and the discovery x-rays, 
proved very interesting and entertaining, 
due Miss Duncan’s novel approach the 
subject. 

These two papers continue the good response 
which has been had request for papers 
given technicians. All the papers date 
have been excellent quality, and hoped 
that the technicians will continue take more 
active part furthering the standards tech- 
nical education. 

The evening closed with delightful lunch 
prepared and served the technicians the 
General Hospital. 


The next regular meeting will held the 
Provincial Hospital, early the fall. 

Miss Margot Macaulay, 1954 graduate from 
St. Joseph’s Hospital, now taking post 
graduate course Roentgen Therapy the 
Sheffield Therapy Institute, Sheffield, Eng- 
land. 

Miss Helen Cameron, another graduate 
from St. Joseph’s Hospital, now the staff 
the Provincial Hospital, Campbellton, N.B. 


(continued on page 62) 
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health man- 
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Control desk— 
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Cineradiography Attachment Image Intensifier with Periscope 
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NOVA SCOTIA DIVISION 
C.S.R.T. 


CAPE BRETON BRANCH 

meeting the Cape Breton Branch the 
Nova Scotia Division C.S.R.T. was held 
St. Rita’s Hospital, Sydney, March 28th, 
p.m., with about ten members present. Due 
illness several the members, two meetings 
were cancelled during the winter months. Min- 
utes the last meeting were read and approved. 


March 28th, the technicians held banquet 
honour Dr. and Mrs. Corbett, who 
celebrated their silver anniversary. Tables were 
beautifully decorated for the occasion and enter- 
tainment was provided student nurses and 
Mr. Alex McGovern, one the honoured guests. 
Silver Rosaries (suitably inscribed) were pre- 
sented both from the Cape Breton Branch. 

Plans are under way for the coming conven- 
tion which will held Halifax May. 

Our guest speaker for the evening was Mr. 
William Reid, M.Sc., Professer Physics, who 
gave excellent lecture Electricity and 
X-Ray Physics which was well received the 
students present. 

The evening concluded with delicious lunch 
served the hospital staff. 


See you the Convention. 


—SR. ROBERTA, R.T., 
Sub-Editor. 


(N.B.—continued from page 60) 

Miss Davis, graduate from the Royal 
Cancer Hospital, London, England, now 
the staff St. Joseph’s Hospital, Radio- 
therapy Technician. 

Miss Marion Smith, graduate from the 
Victoria Public Hospital, Fredericton, now 
the staff the Moncton Tuberculosis Hospital. 

Hope see you all the C.S.R.T. Annual 
Convention September! 


—E. CURRIE, R.T., 
Sub-Editor. 


ONTARIO 
SOCIETY RADIOGRAPHERS 


PLACEMENT BUREAU 


ROSS McCLEARY, R.T. 
Mercer Street, Toronto 


Radiologists and Technicians are 
invited use this service. 


CENTRAL SECTION 

outstanding meeting was held St. 
Joseph’s Hospital February 16th, 1955. 
spite the hazardous weather conditions, more 
than forty people found their way Hamilton 
through rain, snow and heavy fog, attend 
meeting the Central Section the Ontario 
Society Radiographers. 

Andy Douglas was there his usual good 
form, presiding over the meeting. introduced 
Dr. Hess, the Chief Radiologist, who gave 
very warm welcome St. Joseph’s Hos- 
pital. Dr. Hess spoke for short while 
stereoscopy and suggested that try half- 
inch shift either side the centre, and com- 
pare this the standard shift common use. 

Dr. Jaimet gave very informative and 
comprehensive talk “Radioactive Isotopes” 
and their use medicine. 

Sister Eucharia’s paper Cholecysto- 
method viewing the gall bladder the use 
radiographic opaque. 

surprise highlight the evening was very 
humorous paper Dr. Green, entitled 
“Journals Lighter Vein.” 

Through the courtesy Winthrop-Stearns 
(Company) marvellous full colour movie was 
shown the “Operative Procedure Cholan- 
giography.” This itself was well worth the 
trip Hamilton, weather not. 

our tour the X-Ray Department, 
viewed the new tomographic equipment, and 
Mr. Peter French X-Ray and Radium Indus- 
tries demonstrated the use the new tube 
(ccntinued on page 58) 
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EVERY MONTH MORE 
CANADIAN HOSPITALS ARE 


SWITCHING 


X-RAY 
FILMS 


HERE’S WHY: 


WIDER LATITUDE EXPOSURE 
EXCEPTIONAL SPEED 

HIGH CONTRAST FACTOR 
EXTREME CLARITY 

MOISTURE PROOF PACKING 
FINER GRAIN 

SHEETS INDIVIDUALLY WRAPPED 


GURIX BLUE BASE WITH INTENSIFYING SCREEN. 
OSRAY Non-scREEN HIGH SPEED. 


GREEN BLUE SENSITIVE—FOR 
MINIATURE CHEST WORK. 


Distributed 


UNITED ELECTRIC X-RAY COMPANY 


618 VAUGHAN ROAD, TORONTO 
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(ONT.—continued from page 62) 
mounted overhead crane system. 
buffet supper was provided the Sisters 
the Hospital, which brought very pleasant 
evening close. 


—HUGH MENAGH, 
Toronto. 


CENTRAL SECTION 

The final meeting the Central Section for 
the 1954-5 season was held Hotel Dieu Hos- 
pital, St. Catharines, April 22nd, with about 
members present. Our able sectional chair- 
man, Andy Douglas, presided and the meeting 
was opened with welcome from Dr. 
Gillen, Radiologist Hotel Dieu. excellent 
talk Radiography the Cervical Spine was 
given Mr. Tony Stechyshyn St. 
General Hospital. Mr. Joseph Luaffat, Chief 
Technician Hotel Dieu, spoke the use 
rapid developer the O.R. Fracture 
Room enable the viewing 
the surgeons with little delay possible. 
Dr. Gillen spoke “Pelvimetry Using the 
Sutherland Scale” and amply demonstrated the 
value this method. pleasant interlude was 
the presentation Kodak Achromatic 
Magnifier Mr. Dave Sage winner the 
General Electric “Wise Owl” competition run- 
ning G.E. News. This was presented Mr. 
Ralph Davidson, District Manager the Gen- 
eral Electric X-Ray Corporation. After tour 
the x-ray department very pleasant lunch 
served the Sisters Hotel Dieu off 
the evening. 


ONTARIO SOCIETY 
RADIOGRAPHERS 
20th ANNUAL MEETING 


The Annual Meeting the Ontario Society 
Radiographers was held Saturday, June 
4th, the Skyline Hotel, near the Malton Air- 
port, Toronto. This proved 
pleasant location away from the rush the city 
and the building new and very comfortable. 
unfortunately often the case, only about 
members turned for the afternoon Busi- 
ness Meeting, although had three times 
many 7.30 for the dinner and dance. Under 
the chairmanship President Wm. Burns, 
eighteen items the agenda were debated and 
dealt were very sorry hear that 
Miss Lorraine Crampton, the Secretary, had 
sustained injury her back during the 
course her duties Sunnybrook. present 


the length time she would disabled seemed 
uncertain but she apparently had hopes being 
and around again few weeks. her 
absence Miss Lucy Keogh, Students’ Secretary, 
stepped into the breach and pinch-hit for her. 
Space does not permit full description all 
the matters discussed but the highlights were 
follows: Registration Legislation was re- 
ported and discussed length. The Bill was 
not considered the Ontario Legislature 
the past session but will presented again. 
Technical education was another matter given 
consideration but definite plan was arrived 
at. present, since the lapse the University 
Toronto Extension Course, hospitals are pro- 
ceeding with individual plans training. The 
proposed Surgical Insurance scheme for mem- 
bers the O.S.R. will probably dropped 
for lack support. The matter separate 
examination and admission the society 
Therapy Technicians was discussed length 
and will probably continued the C.S.R.T. 
Annual Meeting Montreal. The resignation 
Mr. Ross McCleary, who has made such 
efficient job the Placement Bureau for several 
years, was received with regret. presentation 
was made Mr. McCleary recently the 
Executive appreciation his excellent 
work. Mr. John Collins agreed accept this 
position September. During discussion dis- 
appointment was expressed that few new 
technicians arriving the country, who were 
placed positions our Placement Bureau, 
joined the Society; had been placed and 
only four had joined the O.S.R. This not 
square deal and steps may taken correct 
future placements. The resignation Mr. 
Roy Fujimoto The Focal Spot distributor was 
regretfully received. Mrs. Gladys Cassidy 
kindly agreed fill this office. Mr. Dave Sage 
will succeed Mr. John Collins C.S.R.T. 
Director for Ontario September. Mr. Arthur 
King resigned The Focal Spot sub-editor and 
was decided have the secretaries the six 
Ontario sections send reports their meet- 
ings The Focal Spot editor. 

light ballot votes gave the new Execu- 
tive members Andy Douglas and Florence 
Brown. 

report The Ontario Bulletin was read 
the Editor, Mr. Burton McBride, and was 
congratulated upon its attractive new format. 
The matter caps for female technicians was 


discussed and was suggested that uniformity 
(continued on page 66) 
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ANSCO PRESENTS: 


SKULL: LATERAL VIEW 


Lateral views children may often taken sistant holding webbing strap tautly across 
best the unorthodox supine position, the frontal and parietal areas, with the pa- 
shown. Child easily immobilized here as- tient’s head turned the lateral position. 


CENTRAL RAY directed through the sella 


the external auditory canal. 


Alternate 


100 M.A. 


Film: ANSCO HIGH SPEED Developer: ANSCO LIQUADOL min. 


You will find worth your while use nSCO 
Ansco X-ray Films and Chemicals. Perform- 

BINGHAMTON, 
ance-wise they have the features needed 


make radiographs unexcelled quality. Research Reality.” 
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NEWS 


(ONT.—continued from page 64) 
design throughout the Province would 
desirable. Mrs. Cameron said this was already 
being done the McGregor Clinic, Hamilton, 
and was suggested that other departments 
could follow the design used there. The bands 
blue and gold (the C.S.R.T. colors) are added 
technicians reach certain stages pro- 
ficiency. suggest those interested write 
Mrs. Cameron for full details. The Business 
Meeting took hours and was followed 
particularly good (and very welcome!) dinner 
roast turkey. Dr. LaCroix Sunny- 
brook Hospital was the guest speaker and dealt 
entertaining manner with quacks and their 
so-called cures, illustrated with slides their 
ads, and testimonials. the head table addi- 
tion the Executive, were Dr. and Mrs. 
LaCroix, Dr. and Mrs. Stapleton (the 
former being the new chairman the C.S.R.T. 
Examining Board), and Mr. Roy Gore, the dele- 
gate from the Lakehead Section the Ontario 
Society. Mr. Gore came 1,000 miles from Port 
Arthur Lake Superior present this 
meeting and his presence was greatly appre- 
ciated. Following the dinner, dancing five 
piece orchestra was thoroughly enjoyed until 
midnight when—it being Sunday morning—the 
gathering had regretfully disperse. 


One other item dealt with the Business 
Meeting was whether not continue the 
Annual Meeting and the Annual Convention 
separate events. was decided view the 
poor attendance the Annual Business Meeting 
have combined Convention and Annual 
Meeting the spring, starting 1956. the 
O.S.R. Convention will held this year, 
previously announced, October 7th and 8th 
the Royal Connaught Hotel, Hamilton, and 
about June, 1956, the Annual Meeting and 
Convention will held London, Ont. Mr. 
Arthur King has accepted the position Con- 
vention Manager. 

Dr. Gillen, Radiologist Hotel Dieu 
Hospital, St. Catharines, successfully 
obtained his D.M.R. understand there are 
only ten radiologists Canada with this 
degree. 

Just press comes the sad news 
that Mr. Dick Kidd, well known many 
Ontario members his association with X-Ray 
Radium Industries, dropped dead from heart 
attack Monday, June 13th. 


—L. CARTWRIGHT, R.T. 


ITEMS FROM THE PROVINCES 


LAKEHEAD SECTION 

well attended meeting the Lakehead Sec- 
tion was held McKellar General Hospital, 
Fort William, the evening Wednesday, 
Jan. 12th. Miss Coghlan, President the 
group, conducted the short business meeting. 
Mrs. Carniato the host hospital then intro- 
duced the guest speaker, Dr. Nancekivell. 
Dr. Nancekivell centered his most interesting 
address the value complete x-ray examina- 
tion the chest prior surgery the lungs 
and heart. means several well chosen 
films and slides selected cases the doctor 
showed how careful and complete pre-surgical 
radiographic examination the chest had 
proved infinite value the time operation. 
other cases incomplete x-ray examination 
had presented unexpected complications during 
surgery. concluding his address the doctor 
reviewed the various types chest examinations 
done radiographically. These ranged from 
the routine conventional views combined 
Laminographic and Bronchographic examina- 
tions. All present were left with new impres- 
sion the importance this type x-ray 
examination the doctor and incentive 
accordingly produce the best radiographs pos- 
sible. enjoyable luncheon served mem- 
bers the x-ray staff rounded out the balance 
the meeting. 


The Port Arthur General Hospital was the 
scene the February meeting held Wednes- 
day, February 9th. The meeting opened with 
short business session, which members were 
brought date various phases new 
outlooks and negotiations within the Society 
Miss Rhea Mosiondz, R.N., R.T., then 
presented well received paper “The Nursing 
Care the Patients Undergoing Radiation 
Therapy.” Chief Technician the X-Ray 
Dept. the Thunder Bay Cancer Clinic, Miss 
Mosiondz well experienced such matters 
and conveyed the members definite impres- 
sions just what may may not expected 
from people undergoing treatment. 
Numerous questions directed Miss Mosiondz 
the conclusion her talk revealed the mem- 
bers’ interest the topic. The speaker then 
conducted the members through the new Cancer 
Clinic Section the hospital. special treat 
was the viewing the recently installed Cobalt 
Bomb, the workings and safety features 
which were shown and explained Miss 
(continued on page 98) 


The Focal Spot, 1955, No. 


FOR 
ORAL CHOLECYSTOGRAPHY 


Higher iodine content (66.68%) 
Sharp delineation stones 
Greater radiopacity 

Well tolerated 

Rapid absorption and elimination 

More consistently effective 

Rapid and adequate emptying gallbladder 


Average adult dose: tablets. For medium thin per- 


Frequent visualization biliary ducts sons under 150 tablets usually suffice. 

SUPPLIED 0.5 Gm. tablets—envelopes tablets, 
Small, easy swallow tablets Write for illustrated booklet 


CHOLANGIOGRAPHY 
local tissues and freely miscible with bile, and the 
resulting mixture has such high degree 
radiopacity that even minute amount will 


35% SOLUTION 
SIMPLIFIED TECHNIC 
For discussion simple fractional method for operative 
and postoperative cholangiography write for 
Telepaque, trademark reg. U.S. Pat. Off., brand of iodopancic acid P 
acid] 
Diodrast, trademark reg. U.S. & Canada, brand of iodopyracet 
1, Byrne, Ralph V.: Am. Jour. Surg., 78:514, Oct., 1949. 
2. Neefe, J. R., and Gambescia, J. M.: Med. Clin. North America, 35:1649, Nov., 1951. 4 
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THE FOCAL SPOT 


Solution your 


PRE-ADMISSION X-RAY 


Problem 


Developed specifically power pre-admission X-Ray 
the Ferranti Photoscope Generator feafures low initial cost, low operating 
cost and minimum floor space requirements. 


~ 
. @ Used with ao Ferranti-Eureka Rotating Anode Tube 
designed for this type of service, ond the Ferronti 
70mm. minicture film photoscope comera, this unit pre- 
vides seporote pre-odmission X-Roy facilities ot a cost 
only slightly greater thon thot of accessory equipment 
ploced in the X-Ray Department! 


@ By the use of o reolly reliable phototimer, the con- 
trols have been simplified to o point thot the unit moy 
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burden is placed on your X-Roy Technicians. 
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permitting the unit to be ploced in a location conveni- 
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Write today for further details this important new Ferranti develop- 
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Radiography the Skull 


The Importance Accurate Positioning Radiography 
the Skull, Sinuses, etc. 


BODLE, R.T., M.S.R. (Hon.), Winnipeg 


The honour being asked deliver the Third Welch Memorial Lecture one that 


appreciate very sincerely. 


The the life and work the man whose memory honour to-day, the late 
Herbert Welch, better known the older members are well known most 
that not necessary for add what has been well said the previous 
lecturers, except perhaps few words personal recollection. 

first met him train Winnipeg when were both our way the first 


Annual General Meeting Toronto 1943. 


From the first few minutes until reached Toronto (meal times included), the topic 


conversation was the 


was apparent that here was man who was become tower strength the 
Society. was privilege and pleasure get know him well and enjoy working 
with him during the first ten years the history the This intense interest 
the and welfare the continued for the remainder his life. 

had keen mind and readiness fight for what believed right and 


the best interests the Society. 


indeed pleasure for have this opporunity pay tribute the memory 
one who contributed much the Society. 


less repetition old story, but 
was suggested one phase 
radiographic work where the technical 
results often leave much desired. 

Nothing can more annoying 
busy radiologist than being confronted 
with films improperly positioned, showing 
disiortion anatomical structures super- 
imposed parts required shown 
free from such confusing shadows. 

Such faulty results are sometimes due 
carelessness, but more often inade- 
quate knowledge anatomical relation- 
ships the different structures 


subject may seem need- 
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sufficient attention surface landmarks 
and the proper centering and 
the tube. 

sure that position and centering are 
correct before making the exposure, than 
have repeat it, thus wasting both 
time and material, say nothing fray- 
nerves the part both radiologist 
and technician. 

One the most useful things have 
any x-ray department dry skull, 
both for anatomical reference and for trial 
exposures. 

reasonable knowledge the anatomi- 


RADIOGRAPHY 


formation the skull probably 

more important than that any other 

part the skeleton. 

For radiographic purposes 
may regarded having two regions, 
the cranial and the facial; their different 
siructures requiring individual procedures. 

The Cranium consists 
structure having sides, top and base. 

The facial portion consists numerous 
small bones enclosing number air 
cavities, the sinuses. 

Three important imaginary lines are 
used guides skull radiography: 

(1) The medial line plane, which divides 
the skull vertically from front back. 

(2) The inter-orbital line, line between 
the orbits. 

(3) orbito-meatal line, line drawn 
bsiween the outer canthus the eye 
and the external auditory meatus. This 
known the radiographic base 
line. 

The use these various guide lines 
will dealt with discussion the 
various projections. 

this lecture shall deal only with 
the commonly accepted routine positions. 

There are few alternative positions 
which may used where may 
difficult unwise try and place the 
patient the routine position. Such in- 
stances are relatively few and modern 
equipment being fairly flexible, 
usually much easier adjust the equip- 
ment the patient than struggle adjust 
the patient the equipment. 

should always remember that the 
comfort and condition the patient are 
the first considerations. 

One other very important factor head 
work complete immobilization. 


THE SKULL (Lateral Projection) 
The lateral radiograph the skull 
general side view the entire head 


THE SKULL 


and should demonstrate clearly the vault, 
facial region and upper cervical spine. 

The patient placed the prone posi- 
tion, with the arm the head side being 
examined placed alongside the body; the 
opposite arm flexed with the hand 
resting the table shoulder level. 
this position line through the shoulders 
will make angle with the table top. 

The angulation will vary considerably 
with the build the patient. 

most cases then possible place 
the head the lateral position with 
minimum neck torsion. 


Fig. 


The essential point this view 
bring the head into postion with the medial 
saggital plane horizontal, thus ensuring 
true lateral projection from front back. 
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may not always possible place 
the head with the inter-orbital line vertical, 
especially with stout patients. 

then becomes necessary angle the 
tube until the projection line parallel 
the inter-orbital line, when true lateral 
view will result. (Fig. 1.) 


Stereoscopic films should made 
the lateral view, with the first exposure 
down the projection line; i.e. centre 
through point about one inch front 
the external auditory meatus and 
inch above the base line. 

The shift for the second film should 
always made the cephalad direc- 
tion. 

When such films are viewed the 
stereoscope the radiologist will looking 
slightly downward into the skull toward 
the base. 

for any reason not advisable 
try and place the patient the prone 
position good lateral view may ob- 
tained with the patient supine, placing 
the film vertically alongside the head and 
ihe tube turned direct the rays across 
the table, using the stationary grid. 


non-opaque pad should placed 
under the back the head raise from 
the table top and provide support. 


POSTERIOR-ANTERIOR PROJECTION 
(Caldwell Postion) 
The P.A. projection used demon- 
strate the frontal area the skull and 
should show the frontal bone, frontal and 


(P.A.) 
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Fig. (P.A.) 


ALS a 
f 
ne: : 
Fig. 2a 


anterior ethmoid sinuses and the margins 
the orbits. When correctly positioned 
the petrous ridges should shown 
the level the lower orbital margins. 
(Fig. 2.) 

The patient prone and the projection 
line passes through the outer canthus 
and the top the ear. (Fig. and b.) 
This will require angulation the tube 
approximately degrees toward the feet. 
the required angle, when tilt the tube 
will necessary. 

ALTERNATE POSTION, A.P. 

Patient supine, use same projection line 
reverse. Focal-film distance should 
increased least 25% and exposure fac- 
tors adjusted compensate for increase 
distance. (Stereoscopic films indicated 
this procedure.) 
ANTERIOR-POSTERIOR PROJECTION 

(Fronto-occipital Towne) 

The purpose this projection 
present unobstructed view the 
occipital region, including the posterior 
margin the foramen magnum and the 
petrous ridges. (Fig. 3.) 


RADIOGRAPHY THE SKULL 


Patient supine with the chin well de- 
pressed. The pineal gland (if calcified) 
well seen this view, the medial 
line the acciput. imperative that 
there lateral rotation the head, 
even very slight displacement the 
pineal body may important from 
diagnostic standpoint. 

The projection line this view runs 


Fig. 


(A.P.) 


Fig. 


c (P.A.) 
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from point approximately inches above 
the nasion, which corresponds the aver- 
age hair line. Exact centering over the 
median line essential. (Fig. 3.) 

for any reason the patient cannot 
placed the above postion, satisfactory 
result may obtained reverse projec- 
tion. (Fig. 3c.) 


BASE SKULL (Submento-vertical) 

This projection shows the base the 
skull horizontal postion. Outstanding 
features are the petrous ridges, foramen 
magnum, sphenoid sinuses, mandible, 
xygomatic arches and various foramina 
not visualized other projections. (Fig. 4.) 

Patient supine with shoulders raised 
pillow pads, the head tilted backward 


Fig. 


until the base line nearly parallel 
the film possible. This position 
difficult for some patients and head 
Bucky not available may neces- 
sary increase the angulation the tube 
from the average degrees, but the 
angulation does not exceed degrees 
the distortion will not too great and 
the end result will acceptable. 

The projection line midway between 
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the angles the mandible point 
the base line about inch front the 
external meatus, the projection line will 
then make angle approximately 
degrees with the base line. (Fig. 
and b.) 


(1) FACIAL BONES 

Examination the facial bones requires 
several projections. P.A. stereoscopic 
views the postion, similar 
that used for the antra. Structures that 
should shown this view include the 
antra, nasal bones, malar bones, zygo- 
matic arches, orbital margins and the 
anterior portion the mandible. 

Where injury the zygoma indicated 
additional A.P. view may added. 


Fig. 


Laterial steroscopic views the affected 
side sides should also taken. 
(2) NASAL BONES 

For suspected injury the nasal 
lateral views both sides the nasa 
bones. dental film placed contact 
with the injured side the nose for sharp 
detail, and superior-inferior view 
occlusal film placed between the teeth. 
Projection through the root nose. 


(3) AIR SINUSES SKULL 
Adequate radiography the air sinuses 
requires minimum five projections. 

(1) P.A. for frontals and anterior ethmoids. 
(Caldwell postion). 

(2) projection for the antra. 

(3) verto-mental view for the sphenoids. 

(4) true lateral view, which must in- 
clude all the sinuses and enough 
the post nasal space demonstrate 
the nasopharynx. 

(5) additional projection made 
the upright position demonstrate 
any possible fluid level the sinuses. 

the position the chin should 
rest the table top and the head placed 
that the base line makes angle 
approximately degrees with the table. 

Centre straight down through the vertex 
point just below the junction the 
nose and upper lip. This will ensure the 
petrous ridges being shown below the 
lower margins the antra. 

Films showing any overlapping the 
petrous shadows into the floors the 
antra are not acceptable. 


SPHENOIDS 


the verto-mental view for the sphen- 
the chin extended far pos- 
sible without causing the patient too much 
discomfort. Centre through the vertex 
with the tube angled that the projection 
line passes through point about inch 
front the external meatus and emerges 
about the level the angle the 
mandible. The degree angulation will 
course depend how far the patient 
able extend the chin. (See Fig. for 
similar projection reverse.) 


(4) MASTOIDS and TEMPORO- 
MADIBULAR JOINTS 
Lateral views both mastoids should 
taken (preferably sterescopic) with 
both sides the same film for compari- 


RADIOGRAPHY THE SKULL 


son. additional view the Towne 
position show the petrous ridges and 
internal meati also indicated. Fig. 7b. 

For the lateral view, special angle 
board not available, the patient 
placed the prone postion with the head 
turned that the mastoid region over 
the centre the film. the head not 
tilted, the tube must tilted degrees 
toward the feet separate the shadows 
the two sides. 

Centre inches above and behind the 
external auditory meatus remote from the 
film. Repeat exposure opposite side. 

view the temporo- 
mandibular joints may obtained the 
same position for mastoids. 


Two exposures are required each 
side, one with the mouth closed and one 
with the mouth open show the excursion 
the condyle the mandible. 

other solid wedge between the teeth for 
the open mouth view, prevent involun- 
tary movement the jaw during exposure 
and ensure the same degree opening 
the jaws both positions. 


(5) OPTIC FORAMINA 


The head placed with the nose and 
forehead contact with the film holder 
and the head then rotated until the medial 
plane makes angle approximately 
degrees with the film. The nose and 
outer margin the orbit should both 
contact with the cassette, with the orbit 
over centre film. 

Centre inches above and behind 
the external meatus and tilt tube de- 
grees toward the feet. The projection line 
will then emerge through the orbit nearest 
the film, when the optic foramen will 
projected the lower and outer quadrant 
the orbit. 

Density and contrast are the factors first 


The Focal Spot, 1955, No. 


BODLE, R.T. 


noticed radiograph. 

Density controlled all the tech- 
nical factors. 

Contrast controlled the kilovoltage 
alone. 

Avoid over contrast. Exposure factors 
should adjusted that any extreme 
variation densities the different 
regions the radiograph avoided and 
reasonably even degree density over 
the entire film obtained. 


The Kv.P. should such that ade- 
quate penetration all structures en- 
sured. good method use fixed 
Kv. for the different projections with the 
Mas the variable factor. 

Detail the utmost importance and 
depends primarily the use small 
focal spot. some the structures 
the skull will not close contact with 


the film the various projections, rela- 
tively long focal distance will help 
overcome any unsharpness due this 
cause. have found that 40-inch 
focal film distance will give acceptable 
definition most cases. 

Always use small cone will 
completely cover the area being ex- 
amined. The extension type cylinder 
cone with 4inch opening excellent 
for sinus and mastoid radiography. 

some the positions required head 
work are not very comfortable for the 
patient, necessary develop the 
habit working rapidly. 

All preliminaries such angulation 
the tube, placing the film, etc., should 
completed far possible before posi- 
tioning the patient, thus avoiding any 
unnecessary discomfort for the patient. 


REFERENCES: 


(1) Positioning in Radiography. K. C. Clark, M.B.E., Hon. F.S.R. Wm. Heinimann Ltd. (Medical Books). 
(2) The Skull. W. Whitehouse, R.T., Photo Products, Plastic Division, Canadian Industries Ltd. 


Mr. William 


The members the C.S.R.T. will shocked hear the sudden passing Mr. (Bill) 
Hood, husband our esteemed Secretary-Treasurer. Mr. Hood had been under care for heart 
condition little over year ago but had progressed point where was able carry his 
business almost normal manner. His sudden passing came great shock his many 
friends the B.C. Division who knew him very fine man. All our sympathy extended 
Mrs. Hood this time and although words are empty things she will know that all share 
some small way her tragic loss. 


host friends gathered June 14th pay their last respects very fine gentleman. 


Flowers were sent from both branches the B.C. Division, the B.C. Division and the 
C.S.R.T. expressing our sincere sympathy. 
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Radiography the Heart 


VERNA MUSGROVE, R.T. 
Montreal General Hospital 


heart besides being the central organ the emotional system also the 
the central organ the blood vascular system. The heart cone-shaped and 

situated obliquely the middle mediastinum, largely the left the median 
plane. The base the heart directed upward, backward and the right; its apex, 
which rests the diaphragm and against the anterior chest wall, directed down- 
ward, forward and the left. 


The heart divided into two halves, the right and the left, which from birth 
are completely separated septum which extends from the base the apex. Each 
half further divided septum form auricle, atrium and ventricle. 
There one opening between the left auricle and the left ventricle which guarded 
tricuspid three-flap valve. There also opening between the right auricle 
and the right ventricle which guardedby bicuspid two-flap valve. These 
valves prevent the blood from flowing back into the auricles from the ventricles. 


The venous blood returning from the body flows through the superior and inferior 
venae cavae into the right auricle, through the bicuspid valve into the right ven- 
tricle, then through the pulmonary artery into the lungs where oxygenated. 
Returning the left heart the blood flows through four pulmonary veins into the 
left auricle. Thence passes through tricuspid valve into the left ventricle and 
from there into the aorta and then continues its way around the body. all 


the openings into and out chambers the heart there are valves prevent the 
backflow blood. 


The purpose radiographs the heart not see the heart has been broken 
but determine any the chambers the heart are enlarged due disease, 
either congenital acquired, any valves septa are malformed. These films 
should little darker than routine chest plate give the best possible outline 
the heart. 


Haziness outline something which must avoided much possible. 
Blurring could due objects moving during the exposure. This often caused 
motion the heart and tissue, with the heart beat, and usually increases 
direct proportion the exposure time. 


The best results P.A. view the heart are obtained when taken 
inch distance give the least magnification, and the time exposure 
should 1/20th 1/30th second, possible, prevent movement. 


Patients coming for heart examination should have P.A. film taken first 
which developed while the patient waits. The film shown the Radiologist 


Presented Twelfth Annual C.S.R.T. Convention, Saint John, N.B., September, 1954. 
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116 Medical Arts Bldg., Winnipeg. 
CAREL, ODETTE 

972 Waterford Ave., Winnipeg. 
CATLEY, ROY 

Branden General Hospital, Brandon, Man. 
COULSON, MRS. CATHERINE 

Lloyd St., Man. 
DAUPHINAIS, HELENE 

271 Provencher Ave., St. Boniface, Man. 
DEACON, SHEILA 

758 Ashburn St., Winnipeg. 
DOERKSEN, JESSIE 

Concordia Hospital, Winnipeg. 
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DOERN, CAROLINE 

C.T.C., 668 Bannatyne Ave., Winnipeg. 
DOERN, WILLIAM 

Winnipeg General Hospital, Winnipeg. 
DUPUIS, ALIDA 

DeSalaberry Hospital, St. Pierre, Man. 
FOREST, EVELINE 

St. Boniface Clinic, 343 Tache Ave., St. Boniface, Man. 
FORSHAW, ALLAN 

Association Hospital, Church St., Flin Flon, Man. 
FORTUNE, MARJORIE 

903% S. Mill St., Fergus Falls, Minnesota, U.S.A. 
FORTUNE, CPL. 

Box 102, R.C.A.F. Station, Gimli, Man. 
GAFKA, WILFRED 

Hamicta General Hospital, Hamiota, Man. 
GENDRE, EMMA 

Misericordia Hospital, Winnipeg. 
GIBSON, HUGH 

Brand-n Sanatorium, Brandon, Man. 
GOLDBERG, MRS. MARLENE 

No. 10B St. Anthony Apts., Kildonan, Man. 
GUNDRUM, OLIVE 

Winnipeg General Hosptial, Winnipeg. 
HALL, MRS. BERTHE 

689 St., Winnipeg. 
HAMILTON, PAT 

575 Ingersoll St., Winnipeg. 
HAND, MRS. 

660 Gertrude St., Winnipeg. 
HENRY, HILDA 

Winnipeg Clinic, St. Mary’s Ave., Winnipeg. 
HYDE, JANET ROSE 

116 Lorne Ave. E., Portage la Prairie, Man. 
ELEANOR 

Portage Prairie Clinic, Portage Prairie, Man. 
ISLEIFSON, MURRAY 

831 Montrose Ave., Winnipeg. 
KERR, MRS. 

Hollenberg Clinic, Graham Ave., Winnipeg. 
KACZOROSKI, JOHN 

Clearwater Lake Sanatorium, The Pas, Man. 
KITSON, IRMA 

X-ray Lab Unit No. 16, Selkirk, Man. 
KOZAK, ALEXANDER 

District Hospital, Shoal Lake, Man. 
KREITZ, MARGARET 

St. Boniface Hospital, St. Boniface, Man. 
KUIZENGA, CORIE 

Winnipeg Clinic, St. Ave., Winnipeg. 
LUEDTKE, LILLIAN 

Diagnostic Unit, Virden, Man. 
McALLISTER, PHYLLIS 

116 Parkside Drive, Winnipeg. 
McCULLAGH, ORPHA 

333 Clare Ave., Winnipeg. 
McNAMEE, MRS. OLGA 

116 Medical Arts Bldg., Winnipeg. 
MAYERS, LORNA 

Gladstone, Man. 
MEYERS, 

668 Bannatyne Ave., Winnipeg. 
MITCHELL, OPAL 

McNulty Clinic, 264 Edmonton St., Winnipeg. 
MOFFAT, HAROLD 

Box 682, Selkirk, Man. 
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NEWMAN, GAY 

Winnipeg Clinic, St. Mary’s Ave., Winnipeg. 
OLIVER, IRENE 

Fox Memorial Hospital, Carberry, Man. 
OLSON, MARGARET 

458 Linwood St., St. James, Man. 
PORTH, ALVINA 

Manitoba Clinic, Medical Arts Bldg., Winnipeg. 
PAULS, PETER 

Morden District General Hospital, Morden, Man. 
RABER, BELLA 

Victoria Hospital, River Ave., Winnipeg. 
ROH, ALEX 

C.T.C., 668 Bannatyne Ave., Winnipeg. 
ROSS, MRS. ANN 

Mount Carmel Clinic, 120 Selkirk Ave., Winnipeg. 
SAGAN, JEANNE 

Box 420, Brandon, Man. 
SAMOLESKI, ANTHONY 

Box 160, Flin Flon, Man. 
SLOIK, STELLA 

408 3rd St., N.E., Portage la Prairie, Man. 
SPAFFORD, ISABELLE 

Neepawa District Memorial Hospital, Neepawa, Man. 
STESKI, MINNIE 

Winnipeg Clinic, St. Mary’s Ave., Winnipeg. 
TABBE, MARIA 

No. Medora Apts., 373 Broadway Ave., Winnipeg. 
THOMPSON, SHIRLEY 

No. Waldorf Apts., Broadway Ave., Winnipeg. 
THURMIER, EMILY 

Kebrinsky Clinic, 216 Kennedy St., Winnipeg. 
TOUPIN, HENRIETTE 

522 De la Morenie St., St. Boniface, Man. 
TRIGGERSON, (MR.) 

Winnipeg Clinic, St. Mary’s Ave., Winnipeg. 
TURNBULL, ALICE 

Swan River, Man. 
TWERDOCHLIB, ADELINE 

Misericordia Hospital, Winnipeg. 
WATSON, MRS. CLAIRE 

116 Medical Arts Bldg., Graham Ave., Winnipeg. 
WEIB, MRS. MARY 
Manitoba Clinic, Medical Arts Bldg., Winnipeg. 
WEISS, CLARENCE 

St. Boniface Hospital, St. Boniface, Man. 
ZAYSHLEY, JAMES 

C.T.C., 668 Bannatyne Ave., Winnipeg. 


REVEREND SISTERS 


SISTER 

St. Boniface Hospital, St. Boniface, Man. 
SISTER ST. ALBINA 

St. Anthony’s Hospital, The Pas, Man. 
SISTER ST. HELEN ROME 

Misericordia Hospital, Winnipeg. 


NON-ACTIVE MEMBERS 


DAVIDSON, LYALL 

529 Clendeboye Ave., Selkirk, Man. 
DRUMMOND, JAMES 

Box 1097, Garrison, Dakota, U.S.A. 
GOURLEY, GRACE 

230 Oxford St., Winnipeg. 
GROVES, MRS. JANET 

1043 Dudley Ave., Calgary, Alta. 
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HUBERT 


2039 Ave., S.W., Calgary, Alta. 
MAYO, MR. 
291 Ferry Rd., St. James, Man. 
MEDNICK, PAT 
Medical Clining, Winnipeg. 
RAITHBY, SGT. 
7235 Murdock Ave., St. Louis, Missouri, U.S.A. 


STEFANSON, ANNA 

Dynevor Indian Hospital, Selkirk, Man. 
STEPHANS, MARGARET 

Box 1057, Portage Prairie, Man. 
THAW, MRS. ALICE 

Ste. Athol Apts., Broadway Ave., Winnipeg. 
ZILLMAN, MRS. RILLA 

428 Talbot St. W., Aylmer, Ont. 


NEW BRUNSWICK SOCIETY X-RAY TECHNICIANS 


REGISTERED MEMBERS 

AMOS, THELMA 

St. Joseph’s Hospital, Saint John, N.B. 
BEATTEAY, WILLIAM 

Lancaster D.V.A. Hospital, Lancaster, N.B. 
COOPER, JOHN wW. 

Lencaster D.V.A. Hospital, Lancaster, N.B. 
CREELMAN, KAY 

Hospital, Moncton, N.B. 
CURRIE, EVA 

Victoria Public Hospital, Fredericton, N.B. 
DONAHUE, GERALDINE 

Hospital, Moncton, N.B. 
FITZGERALD, MARGARET 

Lancaster D.V.A. Hospital, Lancaster, N.B. 
FLOOD, JOYCE 

Provincial Hospital, Lancaster, N.B. 
GILBERT, MARY 

Victoria Public Hospital, N.B. 
GILLILAND, MRS. BARBARA 

Saint John General Hospital, Saint John, N.B. 
GRASS, MRS. JEAN 

Saint John General Hospital, Saint John, N.B. 
HICKEY, ANN 

Moncton Tuberculosis Hospital, Moncton, N.B. 
INGRAHAM, SHIRLEY 

Victoria Public Hospital, Fredericton, N.B. 
LISTON, DARRELL 

D.V.A. Hospital, Lancaster, N.B. 
LOGAN, MRS. RUTH 

Saint John General Hospital, Saint John, N.B. 
MACLAUCHLAN, DAVID 

Miramichi Hospital, Newcastle, N.B. 
McINTYRE, SHIRLEY 

Hotel Dieu Hospital, Bathurst, N.B. 
McNAIR, LOIS 

Lancaster D.V.A. Hospital, Lancaster, N.B. 
MILLIE, ANNE 

Carleton Memorial Hospital, Woodstock, N.B. 
MORRISON, MRS. AGNES 

Hotel Dieu Hospital, Chatham, N.B. 
MORSE, RUSSELL 

Central Maine Sanatorium, Fairfield, Maine. 
NADEAU, PAUL 

Tuberculosis Hospital, East Saint John, N.B. 
PRINGLE, MARGARET. 

Victoria Public Hospital, Fredericton, N.B. 
SANSOM, MRS. ERNESTINE 

Soldiers’ Memorial Hospital, Campbellton, N.B. 
SPINNEY, ANNIE 


Charlotte County Memorial Hospital, St. Stephen, N.B. 


STRATTON, JOAN 

Colchester County Hospital, Truro, N.S. 
SULLIVAN, MRS. MARJORIE 

Saint John General Hospital, Saint John, N.B. 
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WOOD, VERNA 
P.E.I. Hospital, Charlottetown, P.E.I. 
WHALEN, HELEN 
Tuberculosis Hospital, East Saint John, N.B. 
REVEREND SISTERS 


REVEREND SISTERS 

SISTER DUFOUR 

Hotel Dieu Hospital, Edmundston, N.B. 
SISTED LOUIS VALENCE 

Hotel Dieu de L’Assompaion, Moncton, N.B. 
SISTER DELELLIS 

Saint Hospital, Saint John, N.B. 
SISTER MALLETTE 

Hotel Dieu Hospital, Tracadie, N.B. 
SISTER MARTIN 

St. Basile Sanatorium, St. Basile, N.B. 
SISTER MARY EDITH 

Charlottetown Hospital, Charlottetown, 
SISTER SANFORD 

Hotel Dieu Hospital, Chatham, N.B. 
SISTER ST. STANISLAUS 

Hotel Dieu Hospital, Bathurst, N.B. 
SISTER ALLAIN 

Dieu Hospital, Campbellton, N.B. 


RADIOLOGIST MEMBERS 
KIRKLAND, DR. 
Saint John General Hospital, Saint John, N.B. 
PETRIE, DR. 
St. Joseph’s Hospital, Saint John, N.B. 
RIPLEY, DR. 
Moncton Hospital, Moncton, N.B. 


ASSOCIATE MEMBERS 
EARDLEY-WILMOT, ROBERT 
79 Walsh St., Moncton, N.B. (Picker X-ray of 
Canada.) 
BERGEVIN, BERT 
338 Cameron St., Monctcn, N.B. (Picker X-ray 
Canada.) 
JACKSON, RICHARD 
Broad St., Saint John, N.B. (X-ray and Radium 
Industries. ) 
WILCE, WILLIAM 
P.O. Box 180, Hampton, N.B. (General Electric of 
Canada.) 


NON-ACTIVE MEMBERS 
CHRISTOPHER, MRS. DIANE 
P.O. Box 304, Bathurst, N.B. 
MacMASTER, MRS. HELEN 
249 Weldon St., Moncton, N.B. 
SILLIPHANT, MARY 
Box 354, Summerside, 
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NEWFOUNDLAND DIVISION 


REGISTERED MEMBERS 
BAKER, ELIZABETH 


St. Clare’s Mercy Hospital, St. John’s, Nfld. 
BARNES, WM. 

Hospital for Mental and Nervous Diseases, St. John’s, 

Nfld. 

BASHA, MARY 

Uady Northcliffe Hospital, Grand Falls, Nfld. 
CALVER, ERIC 

St. John’s General Hospital, St. John’s, Nfld. 
CURTIS, MARCELLA 

St. John’s General Hospital, St. John’s, Nfld. 
HAMMOND, ARTHUR 

P.O. Box No. Corner Brook, 
HOSKINS, MERCEDES 

St. John’s Sanatorium, St. John’s, Nfld. 
RENDELL, ANNE 

St. John’s Sanatorium, St. John’s, Nfld. 
ROBERTS, BERYLE 

Medical Arts Building, Corner Brook, Nflyd. 
ROBERTS, CLARENCE 

Grace Hospital, St. John’s, Nfld. 


SHUTE, ERNESTINE 

324 Hamilton Ave., St. John’s, Nfld. 
TOBIN, CATHERINE 
St. John’s General Hospital, St. John’s, 
YOUNG, RAYMOND 

Twillingate Memorial Hospital, Twillingate, Nfld. 
SISTER MAGDALENE 

St. Clare’s Mercy Hospital, St. John’s, Nfld. 


ASSOCIATE MEMBERS 


CORNICK, ERIC 


Heap Partners Ltd., Water Street, St. John’s, Nfld. 
FREEMAN, T. S. A. 

Tooton Ltd., Water Street, St. John’s, Nfld. 
TOOTON, RAYMOND 

Tooton Ltd., Water Street, St. John’s, Nfld. 


NON-ACTIVE MEMBERS 


LONG, EVA 
Holloway Street, St. John’s, Nfld. 


NOVA SCOTIA DIVISION 


REGISTERED MEMBERS 

AALDERS, MISS MARJORIE 

Blanchard-Fraser Memorial Hospital, Kentville, N.S. 
BLANDFORD, MARGARET 
Tuberculosis Hospital, Halifax. 
BOYCE, BETTY 

Children’s Hospital, Halifax. 
CLARKE, VERNA 

Nova Scotia Dartmouth, N.S. 
CRANDALL, MRS. BERTIE 

Queen’s General Hospital, Liverpool, N.D. 
EDSTRUM, EMILY 

Medical Arts Building, Halifax. 
FEE, LAC 

R.C.A.F. Station, Gcose Bay, Labrador. 
FOUGERE, AMABLE 

Camphill Hospital, Halifax. 
HARPER, MRS. MARY 

Victoria General Hospital, Halifax. 
HARRIS, 

N.S. Sanitorium, Kentville, N.S. 
HAMMOND, ERIC 

Victcria General Hospital, Halifax. 
HURST, NORMAN 

Camphill Hospital, Halifax, N.S. 
LOWE, JACK 

H.M.C.S. Cornwallis, Digby, N.S. 
MACLAUGHLIN, JESSIE 

Stellarton, N.S. 
MACRAE, MARGARET 

General Hospital, Glace Bay, N.S. 
MERLIN, JOAN 

Victoria General Hospital, Halifax. 
MORTON, BARBARA 

171 Oxford St., Halifax, N.S. 
MORTON, BARBARA 

171 Oxford St., Halifax, N.S. 
GERTRUDE 

Infirmary, Halifax, N.S. 


PERRY, ALBERT 

Dawson Memcrial Hospital, Bridgewater, N.S. 
STANFORD, GUY 

Slater St., Dartmouth, N.S. 
SINGER, AUSTIN 

15 Bol-nd Road, Dartmouth, N.S. 
SPICER, BETTE 

Victoria General Hospital, Halifax, N.S. 
UNDERWOOD, JEAN 

Halifax Infirmary, Halifax, N.S. 
ZWICKER, MAURICE 

Camphill Hospital, Halifax, N.S. 


REVEREND SISTERS 


SISTER FLORENCE ANNETTE 
St. Martha’s Hospital, Antigonish, N.S. 
SISTER EDMUND CAMPION 
Halifax Infirmary, Halifax, N.S. 
SISTER JOHN THE CROSS 
St. Rita Hospital, Sydney, N.S. 
SISTER MARGARET EDWARD 
St. Elizabeth Hospital, North Sydney, N.S. 
SISTER FRANCIS GRACE 
St. Elizabeth Hospital, North Sydney, N.S. 
SISTER MARY DAVID 
Halifax Infirmary, Halifax, N.S. 
SISTER MARY MERCY 
Charlottetown Hospital, Charlottetown, P.E.I. 
SISTER MARY ROBERTA 
St. Joseph’s Hospital, Glace Bay, N.S. 
SISTER MARY ROSALINA 
St. Mary’s Hospital, Inverness. 
SISTER MARY URSULA 
P.O. Box 56, Charlottetown, 


NON-ACTIVE MEMBERS 


ARAB, MRS. JOSEPH 
3 View St., Dartmouth, N.B. 
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ONTARIO SOCIETY RADIOGRAPHERS 


REGISTERED MEMBERS 

ADAMS, AMY 

Ottawa Civic Hospital, Ottawa. 
ALARI, LILLI 

Sudbury and Algoma Sanatorium, Sudbury. 
ALLAN, AILEEN 

General Medical Clinic, 234 Romaine St., Peterboruogh. 
ALLAN, WILLIAM 

Niagara Peninsula Hospital, St. Catharines. 
ANDERSON, DONALD 

Victcria Hospital, London. 
ARCHER, SALLY 

Hospital for Sick Children, Toronto. 
BAIDUK, NINA 

R.R. No. 1, Lowbanks. 
BARTRAM, MARGARET 

Sunnybrook Hospital, Toronto. 
BEACHEY, YVONNE 

1031 Ellwood Ave., Sarnia. 
BELL, GLENORA 

840 Richmond St., London. 
BIGELOW, WILSON 

Box 864, Kirkland Lake. 
BIRSTON, DOREEN 

Western Hospital, Toronto. 
BISHOP, EDWARD 

Ontario Veterinary College, Guelph. 
BOLTON, BARBARA 

Cobourg General Hospital, Cobourg. 
BOOCOCK, BETTY 

c/o Dr. Vaughan, Young St., 
BROWN, EUNICE 

Port Arthur General Hosiptal, Port Arthur. 
BROWN, FLORENCE 

Toronto East General Hospital, Toronto. 
BRYSON, JANET 

Apt. No. 265 Wiper E., Kitchener. 
BURNETT, MARY 

Ottawa Civic Hospital, Ottawa. 
BURNS, WILLIAM 

c/o Dsr. Singleton Hall, Medical Arts Toronto. 
CAMERON, MARY 

McGregor Clinic, 250 Main St. E., Hamiltcn. 
CAMPBELL, EDNA 

Stevenson Memorial Hospital, Alliston. 
CAMPBELL, ERIE 

Metropolitan Hospital, Windsor. 
CAMPBELL, GWINITH 

Arnprior Hospital, Arnprior. 
CAMPBELL, GERALDINE 

Toronto General Hospital, Toroto. 
CARDINAL, PATRICK 

465 Dawes Rd., Toronto. 
CARNIATO, JOSEPHINE 

McKellar General Hospital, Fort William. 
CARPEN, SGT. EDWARD, 206630 

(F) Wing R.C.A.F., 5052, Montreal, 

Quebec. 

CARTWRIGHT, LESLIE 

Hospital for Sick Children, Toronto. 
CASSIDY, GLADYS 

Arcadian Circle, Long Branch. 
CAVE, ETHEL 

St. Michael’s Hospital, Toronto. 
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CHAMPNESS, EDITH 

Cottage Hospital, Niagara-on-the-Lake. 
CHAISSON, ERNESTINE 

C.N.R. Medical Clinic, Simcoe St., Toronto. 
CLARKE, HERBERT 

Royal Ottawa Sanatorium, Ottawa. 
CLEVELAND, MABEL 

Patterson Ave., Ottawa. 
COGHLAN, CARMEL 

St. Joseph’s Hospital, Port Arthur. 
COLLINS, JOHN 

McKinnon Industries, St. Catharines. 
CRAMPTON, LORRAINE 

Sunnybrook Hospital, Toronto. 
COONES, JOHN 

327 Charlotte St., Peterborough. 
CURRIE, GERTRUDE 

Ontario Hospital, Woodstock. 
CAMERON, LYLA 

Columbus. 
DABKUS, ONA 

Toronto Hospital, Weston. 
DeGUIRE, JEANNETTE 

Hotel Dieu Hospital, Windsor. 
LOGE, MARIE 

Essex County Sanatorium, Windsor. 
DEMERS, MARY 

Hall Ave., Windsor. 
DINNER, RITA 

R.R. No. Bracebridge. 
DERZKO, ZORJANNA 

Hospital for Sick Children, Toronto. 
FILIPPO, ELFO 

Copper Cliff Hospital, Copper Cliff. 
DIXON, DONNA 

Raxlin Clinic, 500 Parliament St., Toronto. 
DIXON, PEARL 

Soldiers’ Memorial Hospital, Orillia. 
DOBSON, EDNA 

Kitchener-Waterloo Hospital, Kitchener. 
DORSETT, JOAN MARY 

Peterborough Civic Hospital, Peterborough. 
DOUGLAS, ANDREW 

Holly St., Toronto 12. 
DUKE, MARION 

Humber Memorial Hospital, Weston. 
DURETTE, GERALD 

St. Josephs Hospital, Sudbury 
DURHAM, VERA 

Wellington St. N., Woodstock. 
DYKEMAN, ROSALYN 

Port Arthur General Hospital, Port Arthur. 
DYL, HELEN 

North-Western General Hospital, Toronto. 
EAMER, NORMAN 

St. Catharines General St. Catharines. 
EASTMAN, BESSIE 

St. Lawrence Sanatorium, Cornwall. 
ERWINE, ELIZABETH 

King St., Simcoe. 


FERGUSON, JUANITA 

408 Albert St., Apt. 14, Ottawa. 
FISHER, DELORES 

2720 Wirloin Dr., Houston, Texas. 
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FISHER, IRWIN 

471 Cranbrooke Ave., Toronto. 
FORD, ISABELLE 

St. Joseph’s Hospital, Hamilton. 
FREDERICK, PAUL 

W.C.B. 90 Harbour St., Toronto. 
FUJIMOTO, RAY 

Mountain Sanatorium, Hamilton. 
FUJIMOTO, YOSHIHERO 

280 Britannia Ave., Hamilton. 
GELDART, ADA 

Ottawa Civic Hospital, Ottawa. 
GEORGE, GRACE 

St. Joseph’s Hospital, Chatham. 
GIEL, CAROLINE 

Port Colborne General Hospital, Port Colborne. 
GIFFIN, HART 

Toronto Hospital, Weston. 
GOLBY, HELEN 

St. Mary’s Memorial Hospital, St. Mary’s. 
GORE, ROY 

St. Joseph’s Hospital, Port Arthur. 
GRAHAM, ELIZABETH 

Northwestern Hospital, Weston. 
GREIG, WILLARD 

Royal Victoria Hospital, 
GRIFFEN, BERNARD 

St. Joseph’s Hospital, North Bay. 
GRIFFITH, JOAN 

Ottawa Civic Hospital, Ottawa. 
GUNN, ANNE 

St. Andrew’s Hospital, Midland. 
GUTHRIE, JOHN 

Lockwood Clinic, 300 Bloor St. E., Toronto. 
KENNETH 

Ottawa Civic Hospital, Ottawa. 
HARDING, LENORE 

Nurses’ Residence, Sunnybrook Hospital, Toronto. 
HAWKINS, ARTHUR 

Toronto General Hospital, Toronto. 
HAYDON, POLLY 

1633 Victoria Ave., Windsor. 
HAYWARD, ANNE 

Ontario Cancer Foundation, Hamilton General Hospital, 

Hamilton. 

HEHIR, PATRICIA 

Western Hospital, Toronto. 
HENDERSON, DOROTHY 

Muskoka Hospital, Gravenhurst. 
HEROUX, ELIZABETH 

St. Joseph’s General Hospital, North Bay. 
HESLIN, JAMES 

216 Frontenac Ave., Kingston. 
HIGGINSON, GORDON 

c/o Dr. Sommers, 310 Bloor St. W., Toronto. 
HILLIS, DOROTHY 

Ontario Cancer Foundation, Ottawa Civic Hospital, 

Ottawa. 

HOVEY, MARGUERITE 

Cornwall General Hospital, Cornwall. 
HUGEL, IRENE 

Kitchener-Waterloo Hospital, Kitchener. 
HUGHES, BARBARA 

Hotel Dieu Hospital, Kingston. 
HUNTER, FERN, 

Scldiers’ Memorial Hospital, Orillia. 
GEORGES 

Grace Hospital, Windsor. 


JOHNSTON, SADIE 

215 St. Marie St., Collingwood. 
JONES, HARVEY 

Guelph General Hospital, Guelph. 
HYSLOP, ELIZABETH 

Guelph General Hospital, Guelph. 
KAYA, DORA 

290 St. Russell St., Sarnia. 
KAWABE, MANNY 

St. Joseph’s Hospital, Toronto. 
KAY, ROBERT 

Kitchener-Waterloo Hospital, Kitchener. 
KEOGH, LUCY 

Hospital for Sick Children, Toronto. 
KING, ARTHUR 

District Memorial Hospital, Tillsonburg. 
KING, JOHN 

1017 W. Barraque Ave., Pine Bluff, Ark. 
KING, KATHERINE 

Kirkland and District Hospital, Kirkland Lake. 
KISIEL, BRONISLAW 

Ottawa Civic Hespital, Ottawa. 
KOWAL, CHRISTINE 

St. Joseph’s Hospital, Toronto. 
KRITSMAN, LARISSA 

New Mount Sinai Hospital, Toronto. 
LOGAN, LAURA 

Memorial Hospital, Perth. 
LACOMBE, MADELINE 

Florence Rd., Ottawa. 
LAWLER, MARY 

962 Pilissier Ave., Windsor. 
LAWLESS, NOREEN 

Civic Hospital, North Bay. 
LEITCH, MARGARET 

114 Glenwood St., Toronto 16. 
LEATHWOOD, 

U.O.M. Medical Bldg., Winnipeg, Man. 
LIDKIE, NORMAN 

Western Hospital, Toronto. 
LOGAN, JOHN 

Port Arthur General Hospital, Port Arthur. 
LOWTHIAN, JAMES 

Pontia Community Hespital, Shawbille, Que. 
LUDWIG, LEONARD, 227170 

R.C.A.F. Station Hespital, Trenton. 
LUKEY, VERNA 

687 Rhodes Ave., Toronto. 
MacDONALD, BURNETT 

W.C.B., Harbour St., Toronto. 
MacLEAN, JEAN 

St. Catharines General Hospital, St. Catharines. 
MacMILLAN, KATHERINE 

Carruthers Clinic, Sarnia. 
MADELY, PATRICIA 

Wanless Cres., Toronto. 
MANNICH, ILSE 

Albany Ave., Toronto. 
MARTIN, JANE 

McGregor linic, 250 Main St. E., Hamilton. 
MATTOX, MARILYN 

Fountain Ave., Hollywood 29, Los Angeles, Cal 
MAXWELL, JAMES 

Sesenbrenner Hospital, Kapuskasing. 
MAXWELL, JEAN 

Ottawa Civic Hospital, Ottawa. 
McCAW, ROBERT 

272 Roncesvalles Ave., 
McBRIDE, BURTON 


c/o Dr. Hess, Medical Arts Bldg., Hamilton. 
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McNAIR, JOHN 

Ongwanota Sanatorium, Kingston. 
MEAGHER, NANCY 

Ottawa Hospital, Ottawa. 
MENAGH, HUGH 

Hospital for Sick Children, Toronto. 
MENZIES, MARY 

130 Waverly Square, Ottawa. 
McINTYRE, CLARICE 

c/o Dr. McNabb, Medical Arts Bldg., Ottawa. 
MILLS, CHARLOTTE 

Cancer Foundation, Kingston General Hosp., Kingston. 
MILLS, ELIZABETH 

229 Eglinton Ave. W., Toronto. 
MINORGAN, JAMES 

Parry Sound General Hospital, Parry Sound. 
MITCHELL, SARAH 

Peel Memorial Hospital, Brampton. 
MOODIE, EVELYN 

c/o Dr. Singleton, Medical Arts Bldg., Toronto. 
MORGAN, CATHERINE 

Oakville Trafalgar Memorial Hospital, Oakville. 
MORRIS, MADGE 

Stratford General Hospital, Stratford. 
MORRISON, 

Ardagh St., Toronto. 
MOSIONOZ, RHEA 

Thunder Bay Cancer Clinic, Port Arthur. 
NEILL, THOMAS 

St. Mary’s Hospital, Timmins. 
OSBORNE, ADA 

W.C.B. Rehabilitation Centre, Malton. 
MARGARET 

224 McFarlane St., Peterborough. 
OFFICER, ALEXANDER 

Ontario Hospital, London. 
OLHEISER, STEWART 

Beck Memorial Sanatorium, London. 
ORMROD, ELEANOR 

Carlton Place and District Memorial Hospital, Carlton 

Place. 

PAQUIN, FERNANDE 

298 Cheapside St., London. 
PAJAK, STANLEY 

Hotel Dieu Hospital, St. Catharines. 
PALMER, MARGARET 

St. Hospital, Hamilton. 
PATRY, THOMAS 

c/o Dr. Hauch, London. 
PEARSON, BEVERLY 

Ottawa Civic Hospital, Ottawa. 
PEARSON, REGINALD 

Ontario Hospital, Hamilton. 
PICKLE, JOAN 

Sunnybrook Hospital, Toronto. 
PIERCE, JOYCE 

St. Joseph’s Hospital, Sarnia. 
PLUCIS, ANN 

Sudbury General Hospital, Sudbury. 
POWELL, JOAN 

Ross Memorial Hospital, Lindsay. 
QIUNN, FRANCES 

St. Joseph’s Hospital, Sudbury. 
RALSTON, HERBERT 

St. Catharines General Hospital, St. Catharines. 
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REID, HARRY 

81 Henry St., Trenton. 
ROBB, CHARLES 

Toronto General Hospital, Toronto. 
ROBERTS, GEORGE 

Douglas Memorial Hospital, Fort Erie. 
ROBINSON, GLADYS 

20 Marianna Dr., Lambeth. 
ROBSON, MARGARET 

82 Kenda Ave., Toronto. 
ROBLEY, SHIRLEY 


c/o Drs. Singleton Hall, 170 St. George St., Toronto. 
RUSSELL, VAUGHAN 


P.O. Box 185, Rockland. 
SAGE, DAVID 

McGregor Clinic, 250 Main St. E., Hamilton. 
SAMSON, GERMAINE 

Ajax and Pickering Township, Ajax. 
SAULTER, EMERSON 

17 Penrose Rd., Toronto. 
SAURIOL, RHETA 

89 Elm Ave., Toronto. 
SEXSMITH, ANSLEY 


Welland County General Hospital, Welland. 
SCHAVO, IRENE 


St. Joseph’s Hospital, London. 
SCHORR, MECHTHILD 


Beck Memorial Sanatorium, London. 
SCOTT, MELVIN 


St. Mary’s Hospital, Kitchener. 
SELECK,Y LILLY 


St. Joseph’s Hospital, Toronto. 
SHARAWARA, 


Lincoln Memorial Hospital, Grimsby. 
SHARPE, MILDRED 


Peterborough Civic Hospital, Peterborough. 
SHIFSKY, MAXINE 

Ottawa Cicic Hospital, Ottawa. 
SINCLAIR, EUNICE 

Grace Hospital, Windsor. 
SKIDMORE, JEAN 


St. Joseph’s Hospital, London. 
SMITH, VINCENT 


Westminster Hospital, London. 
SMITH, OLIVE 


Johnson St., Kingston. 
STANISZEWSKI, LOUIS 

Sunnybrook Hospital, Toronto. 
STANDING, HELEN 

Guelph General Hospital, Guelph. 
STECHYSHYN, ANTHONY 

St. Catharines General Hospital, St. Catharines. 
STEWART, LEN. 

Sunnybrook Hospital, Toronto. 
STIRRETT, EVA 

St. Catharines General Hospital, St. Catharines. 
STOREY, VIOLET 

Grace Hospital, Windsor. 
STRAND, GUSTAVE 

McKellar General Hospital, Fort William. 
STRECKER, SGT. VALERIE 

R.C.A.F. Station, Centralia. 
STRIKAS, VICTOR 

New Mount Sinai Hospital, Toronto. 
TERRYBERRY, MIREL 

Greater Niagara General Hospital, Niagara Falls. 
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THOMPSON, LESLIE 

Sarnia General Hospital, Sarnia. 
THORNER, RUTH 

Sarnia General Hospital, Sarnia. 
TOKAREK, GEORGE 

770 Barton St. W., Hamilton. 
TREEK, ZORRA 

177 Symington Ave., Toronto. 
VAIMEL, MAIA 

Western Hospital, Toronto. 
WAECHTER, RUTH 

St. Thomas and Elgin Hospital, St. Thomas. 
WAGER, MARGORIE 

R.R. No. 3, Prescott. 
WALKER, MARION 

Ontario Cancer Foundation, Hamilton General Hospital, 

Hamilton. 

WALSOM, SIDNEY 

Ontario Hospital, New Toronto. 
WATERS, MARY 

1011 Ouilette St., Windsor. 
WATT, SHIRLEY 

c/o Dr. Harwood, 191 James St. S., Hamilton. 
WEALE, FRANK 

127 Fairholt Rd., Hamilton. 
WELLS, ELAINE 

Wynchwood Pk., Toronto. 
WHATLEY, JAMES 

217 Van Horne St., Port Arthur. 
WIGLE, JEANNE 

Medical Arts Bldg., Windsor. 
WILLIAMS, RICHARD 

Belleville General Hospital, Belleville. 
WILSON, ENID 

McKellar General Hospital, Fort William. 
WINDELER, MARTHA 

Metropolitan General Hospital, Windsor. 
WRIGHT, ANNE 

Kingston General Hospital, Kingston. 
WRIGHT, BETTY 

793 Main St. E., Hamilton. 
YUSKIW, ALEX. 

Hamilton General Hospital, Hamilton. 
ZIFKIN, HARRY 

Starkman Bio. Chem. Lab., 461 Bloor St. W., Toronto. 


REVEREND SISTERS 


SISTER ANGELE-DE-JESUS 

St. Mary’s Hospital, Timmins. 
SISTER MARY ARTHUR 

St. Joseph’s Hospital, Chatham. 
SISTER MARIE ELAINE 

St. Michael’s Hospital, Toronto. 
SISTER MARY HILARION 

St. Vincent Paul Hospital, Brockville. 
SISTER ST. JEROME 

Hotel Dieu Hospital, Windsor. 
SISTER LEO 

St. Joseph’s Hospital, Hamilton. 
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SISTER CORRINNE MONFORTEN 

Hotel Dieu Hospital, Windsor. 
SISTER MARY PATRICK 

St. Joseph’s Hospital, Peterborough. 
SISTER EVELYN QUINN 

Hotel Dieu Hospital, Cornwall. 
SISTER ROBERTA 

St. Joseph’s Hospital, Chatham. 
SISTER ST. STEPHEN 

St. Joseph’s Hospital, Peterborough. 
SISTER MARY VINCENTIA 

St. Mary’s the Lake Hospital, Kingston. 


ASSOCIATE MEMBERS 


COX, LEON 

General Electric X-Ray, 1254 Randall Ave., Ottawa. 
DAVIDSON, RALPH 

General Electric X-Ray Corp., 1553 Eglington Ave. 

Tcronto. 

FLANAGAN, JOHN 

Invermay Ave., Toronto. 
McCLEARY, ROSS 

W. E. Booth Co. Ltd., 12 Mercer St., Toronto. 
PARSONS, LEONARD 

1975 Western, Ottawa. 
SEED, JAMES 

43 Lambeth Rd., Toronto. 


NON-ACTIVE MEMBERS 


ADAMS, RACHEL 

296 Lauder Ave., Toronto. 
AMEY, ELSIE 

166 John St., Londcn. 
BAKER, RAY 

Atomic Energy Canada Ltd., Plant, Chalk River. 
EAGEN, HELEN 

Lynnford Dr., Islington. 
GEDZ, 

Hamilton Rd., London. 
GOLD, GWENDOLYN 

R.R. No. Mt. Hamilton. 
KOWAL, FRANK 

39 Sunnyside Ave., Toronto. 
MOONEY, MARGARET 

Fairfax, Toronto. 
LANGSTAFF, OPHELIA 

786 4th Ave. E., Owen Sound. 
MUSGROVE, GLADYS 

411 Queen St. E., Kitchener. 
THOMPSON, HILDA 

General Hospital, Brockville. 
SISTER CLOTILDE 

St. Joseph’s Hospital, Hamilton. 
SISTER ST. KYRAN 

St. Joseph’s Hospital, Toronto. 
SISTER MARGARET MOONEY 

Hotel Dieu Hospital, Cornwall. 
SISTER SERAPHINE 

St. Joseph’s Hospital, Parry Sound. 
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PROVINCE QUEBEC SOCIETY X-RAY TECHNICIANS 


REGISTERED MEMBERS 
ALANG, DODY 


Western Division, Montreal General Hospital, Montreal. 
ARCHAMBEAULT, MADELEINE 
The Bruchesi Institute, 1464 Hubert St., Montreal. 
AUDET, JEAN 
Sanatorium St. Georges, Mont-Joli, P.Q. 
BANVILLE, GABRIELLE 
Quecn Mary Veterans’ Hospital, 4564 Queen Mary Rd., 
Mcntreal. 
BELANGER, CLAIRE 
2640 Pie IX Bvd. Apt. 2, Montreal. 
BERGERON, LOUISE 
4636 Chambord St., Montreal. 
BERNARD, THERESE 
432 King St. West, Sherbrooke, P.Q. 
BLAIS, VIANNEY 
Hopital St. Michel Archange, Mastai, P.Q. 
BOA, EDWINA 
Northern Electric Co., Shearer St., Montreal. 
BOUCHARD, FRANCOIS 
Ross Sanatorium, Gaspe, P.Q. 
BOUDREAU, BEATRICE 
34065 St. Hubert St., Apt. 9, Montreal. 
BHERER, THERESE 
Hotel Dieu St. Michel, Roberval, P.Q. 
BREWER, JOHN 
2015 Northcliffe Ave., Apt. 
BRODIE, JOHN 
Ross X-Ray, Royal Victcria Hospital, Montreal. 
CAMPBELL, DONALDA 
Canada Car Foundry Co., 1396 St. Patrick St., 
Motreal. 
CHAURETTE, MARIE 
195 Sauriol West, Montreal. 
CHEFFINS, ALBERT 
Queen Mary Veterans’ Hospital, Queen Mary 
Montreal. 
COTE, JACQUELINE 
3547 Hutchinson, Montreal. 
DALLING, DOREEN 
4055 Highlands Ave., Montreal. 
GRANDPRE, GEORGES 
Hopital St. Charles, St. Hyacinthe,, P.Q. 
DUCHARME, ROSE 
3215 Appletcn Ave., Apt. 3, Montreal. 
DUFRESNE, ROLANDE 
Hopital St. Jean Dieu, Gamelin, Co. Laval, P.Q. 
EGGLETON, SUZANNA 
1390 West, Suite Montreal. 
FISK, DONALD 
Quen Mary Veterans’ Hospital, Queen Mary Rd., 
Montreal. 
FREMAN, LENA 
4716 Fulton Ave., Apt. D., Montreal. 
GAGNE, SIMONE 
Hotel Dieu St. Vallier, Chicoutimi, P.Q. 
GAGNON, ANITA 
5325 Bvd. L’Assomption, Montreal. 
GARAND, YOLANDE 
11311 Bvd. St. Vital, Montreal. 
GARON, CHANTAL 
St. Jean, Macamic, P.Q. 
GENEST, MARIELLE 
1176 Portland Ave., Sherbrooke, P.Q. 
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GREENFIELD, GORDON 
Queen Elizabeth Hospital, 2100 Marlowe Ave., 
Mentreal. 
HACHE, THERESE 
Hopital St. Jean, St. Jean, P.Q. 
HALLIWELL, MRS. 
X-Ray Laboratory, 1390 Sherbrooke St. West, Montreal. 
HARRIS, JEAN 
Neurological Institute, 3801 University St., Montreal. 
JOBIN, ADRIEN 
Hotel Dieu Quebec, Cote Palais, Quebec, 
P.Q. 
JONES, DOROTHY 


3455 Cote Neige, Apt. 230, Montreal. 
JOYAL, FLORE 
1635 Morgan Bvd., Apt. 3, Montreal. 
JUTRAS, ANDREE 
St. Justine Hospital, 6055 St. Denis St., Montreal. 
KADOHAMA, MAY 
Irving Clinic, Kamloops, B.C. 
KOURI, VIOLA 
3235 Ridgewood, Apt. 408, Montreal. 
LACOURSE, BIBIANNE 
The Radium Institute, 4120 Ontario St. East, Montreal. 
LATRIELLE, MADELEINE 
St. Denis St., Montreal. 
LECLERC, CECILE 
St. Alphonse, Cap Madeleine, P.Q. 
GALLAIS-PAYN, GRACE 
5180 Queen Mary Rd., Apt. 11, Montreal. 
MAGNAN, MADELEINE 
Hopital Sacre Coeur, 3300 Gouin Bvd. West, Cartier- 
ville, P.Q. 
MAHON, ELSIE 
4684 St. Catherine St. East, Apt. 1, Montreal. 
MARCHAND, BERNARD 
1152 Stephens St., Verdun, P.Q. 
MARIER, LOUISE 
8513 St. Denis St., Montreal. 
MEADUS, HENRY 
P.O. Box 447, St. Agathe des Monts, P.Q. 
MORIN, GLORIANNE 
Dept. Radiotherapy, Notre Dame Hospital, 1560 
Sherbrooke St. East, Montreal. 
MORIN, JEANNE D’ARC 
Hotel Dieu Hospital, 580 Bowen South, Sherbrooke, 
MORISSETTE, EDITH 
St. Croix Hospital, Drummondville, P.Q. 
MUIRHEAD, AGNES 
Western Division, Montreal General Hospital, Montreal. 
MUSGROVE, VERNA 
3797 Decarie Bvd., Apt. 17, Montreal. 
MACDONALD, ANN 
Belvidere St., Lenncxville, P.Q. 
McPHEE, HELEN 
3589 Lorne Ave., Apt. Montreal. 
NEILL, MABEL 
994, 4th Ave., Verdun, P.Q. 
ROSEMARY 
Central Division, Montreal General Hospital, Montreal 
PALMER, MONICA 
Bowen St. South, Sherbrooke, P.Q. 
PAQUIN, ALICE 
3657 St. Famille, Apt. 71, Mcntreal. 
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PERRY, GERMAINE 


Gaspé Copper Mines Hospital, Murdochville, P.Q. 
PHILLIPS, GEORGINA 
Alexandra Hospital, 230 Charron St., Montreal. 
POITRAS, BR. MACAIRE 
Hepital Notre Dame de la Merci, 667 Gouin Bvd. 
West, Cartierville, P.Q. 
POTHIER, GERMAINE 
835 St. Maurice, Trois Rivieres, P.Q. 
PROVOST, LOUISE 
General Verdun, Verdun, P.Q. 
REED, MARNA 
Queen Elizabeth Hospital, 2100 Marlow Ave., Montreal. 
RENAUD, DENYSE 
Casot Ave., Quebec City, P.Q. 
JEAN 
811 Notre Dame, Cap Madeleine, P.Q. 
ROY, IRENE 
X-Ray, Notre Dame Hospital, 
brooke St. East, Montreal. 
ROY, JEAN MARIE 
2680 Rachel East, Montreal. 
ST. HILAIRE, GISELE 
9624 Basile-Routhier, Montreal, P.Q. 
SIMONEAU, SUZANNE 
Hopital St. Lcuis-Marie de Montfort, Chemin de Mont- 
real, Ottawa, Ont. 
SMITH, MARION 
P.O. Box 790, Asbestos, P.Q. 
SUSSER, SARAH 
5243 Clark St., Montreal. 
THOMPSON, LILLIAN 
Jeffery Hales Hospital, Quebec City, P.Q. 
TREMBLAY, LORRAINE 
4661 Marquette, Montreal. 
TREMBLAY, LORENZO 
Senatorium St. Gecrges, Mont-Joli, Matane, P.Q. 
TURCOTTE, GEORGETTE 
4841 Parthenais St., Montreal. 
SIMKINS, HENRY 
Royal Victoria Hospital, Montreal. 
VIOLETTE, GERMAINE 
3657 St. Famille, Apt. 71, Montreal. 
WALSH, CARMELITA 
St. Marys Hospital, Lacombe Ave., Montreal. 
WHEELER, MARIAN 
2023 Marlowe, Apt. 2, Montreal. 
WHITNEY, JOAN 
233 School St., Geneva, U.S.A. 
WILKINSON, GEORGE 
6659 Sherbrooke St. West, Apt. Montreal. 
YOUNG, JANE 
4055 Highland Ave., Montreal. 


REVEREND SISTERS 

SISTER ADELE LEBLANC 

Hopital Christ-Roi, Nicolet, P.Q. 
SISTER ADRIEN PROVIDENCE 

Hopital Sacre Coeur, 222 Laurier Ave., Hull, P.Q 
SISTER ALINE JESUS 

Hopital St. Jeanne D’Arc, 110 Prince Arthur, Montreal. 
SISTER BERNADIN SIENNE 

Hotel Dieu St. Vallier, Chicoutimi, P.Q. 
SISTER CARRIER 

Hopital Hotel Dieu, 3840 St. Urbain St., Montreal. 
SISTER CECILE DES ANGES 

Hopital St. Sauveur, Val P.Q. 


1560 Sher- 


SISTER CLARISSE MERCIER 
Hopital St. Vincent Paul, Sherbrooke, P.Q. 
SISTER ELIZABETH TRINITE 
Hopital St. Michel Archange, Mastai, P.Q. 
SISTER ESTELLE DELISLE 
Hotel Dieu Hauterive, Co. Saguenay, P.Q. 
SISTER HELENE SAUVEUR 
Sanatorium St. Laurent, Hull, P.Q. 
SISTER JEAN CONRAD 
Hopital St. Jean Dieu, Gamelin, Co. Laval, P.Q. 
SISTER JEAN CROIX 
Hopital Jesus, 1401, 18th Ave., Quebec 
City, P.Q. 
SISTER JEAN PHILIPPE 
Hopital St. Joseph, Trois-Rivieres, P.Q. 
SISTER JEANNE D’ARC GUILBEAULT 
Dieu Sorel, Sorel, P.Q. 
SISTER JEANNE L’IMMACULEE 
Hopital St. Justine, 6055 St. Denis St., Montreal. 
SISTER JUDITH MARIE 
Hopital St. Justine, 6055 St. Denis St., Montreal. 
SISTER MAGDALINA 
Hopital St. Eusebe, Joliette, P.Q. 
SISTER MRAGURITE SAUVE 
Maissoneuve 5415 Assomption Bvd., Montreal. 
SISTER MARIE ALEXANDRE 
Hopital St. Redempteur, Matane, P.Q. 
SISTER MARIE ANDRONIC 
Sanatcrium Begin, Co. Dorchester, P.Q. 
SISTER MARIE ANNE JESUS 
Ste. Elizabeth, Roberval, P.Q. 
SISTER MARIE BETHANIE 
Hopital de l’'Enfant Jesus, 1401, 
City, P.Q. 
SISTER MARIE MERCI 
Hcpital Laval, Chemin Ste. Foy, P.Q. 
SISTER MARIE STE. FAMILLE 
Hcpital Joseph, 16th Ave., Lachine, P.Q. 
SISTER MARIE DIVIN COEUR 
Hotel Dieu St. Joseph, Arthabaska, P.Q. 
SISTER MARIE GERMAINE 
Hopital Hctel Dieu, P.Q. 
SISTER MARIE 
Hopital Notre Dame, Hearst, Ont. 
SISTER MARIE LAURENTIA 
Hopital Comtois, Louiseville, P.Q. 
SISTER MARIE MEDIATRICE 
Hotel Dieu Levis, Levis, P.Q. 
SISTER MARIE SOLANGE 
Sanatorium Cooke, Trois-Rivieres, P.Q. 
SISTER MAURICE ALPHONSE 
Hopital Dieu, Sherbrooke, P.Q. 
SISTER MICHEL DES SAINTS 
Verdun General Hospital, 4000 Salle Bvd., Verdun, 
MONIQUE ROME 
Hcpital St. Joseph du Precieux 
Loup, P.Q. 
SISTER OMER MARCEL 
Lewis Maternity Hospital, 3001 Michigan Ave. South, 
Chicago, 
SISTER ST. BERENICE 
890 Dorchester St. E., Montreal. 
SISTER ST. BLANDINE 
Hotel Dieu Sherbrooke, Sherbrooke, P.Q. 
SISTER ST. BRUNO 
Hopital St. Joseph, Rimouski, P.Q. 


18th Ave., Quebec 


Sang, Riviere 
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SISTER STE. CATHERINE 

Hopital St. Charles, St. Hyacinthe, P.Q. 
SISTER STE. CYPRIEN 

1190 Guy St., Montreal. 
SISTER ST. DOMINIQUE 

Noviviat, Hotel Dieu St. Michel, Roberval, P.Q. 
SISTER ST. IRMA 

Hopital Youville, Noranda, P.Q. 
SISTER ST. JEAN 

Hopital Hotel Dieu, St. Jerome, P.Q. 
SISTER ST. JOSEPH 

Hotel Dieu Sacre Coeur, Sacre Coeur Ave., Quebec, 

City, P.Q. 

SISTER ST. LEONRD 

Sanatorium St. Joseph, 5689 Rosemount Bvd., Montreai. 
SISTER ST. LOUIS FRANCE 

Hopital Notre Dame Beauce, St. George Beauce, 

P.Q. 

SISTER STE. MARIE THERESE 

Hopital St. Sacrement, 444 Chemin, Ste. Foy, P.Q. 
SISTER STELLA MARIE 

Mont Ste. Anne, 1950 Provost, Lachine, P.Q. 
SISTER THERESE SACRE COEUR 

Hotel Dieu St. Vallier, Chicoutimi, P.Q. 
SISTER THERESE LEA 

Hopital Providence, Chandler, Gaspé, P.Q. 
RADIOLOGIST MEMBER 


RADIOLOGIST 
DR. GILL 
Institut du Radium, 4120 Ontario St. E., Mcntreal, 
P.Q. 


ASSOCIATE MEMBERS 


BERTY, PAUL 
773 Champagneur Ave., Montreal. 
GRANGER, ROY 
Chemical Dept., Dupont Canada Ltd., P.O. Box 
660, Montreal. 
LEWIS, 
Universal X-Ray Canada Ltd., 5531 Western Ave., 
Montreal. 


AYMONG, GENEVIEVE 

10385 Christoph-Colomb, Montreal. 
HARRIS, ELIZABETH 

P.O. Box 579, Sackville, N.B. 


JAMIESON, BEVERLEY 


825 Powell St., Arvida, P.Q. 
OSTAPOVITCH, NELLIE 


3425 Ridgewood Ave., Apt. 301, Montreal. 


PIGEON, JEANNE 


Hotel La Sapiniere, Val David, P.Q. 


ROWELL, NINA 
c/o 1733 Bank St., Victoria, B.C. 
SHEPLEY, JOHN 


6662-14th Ave., Rosemount, Montreal 36. 


WRIGHT, MRS. E. M. 
1961 Tupper St., Montreal. 
YELLE, MARIE 


Cross Hospital, Calgary, Alberta. 


YERGEAU, JEANNE 
1595 Montcalm, Montreal. 
SISTER ALINE JUTRAS 


Hopital General des Soeurs Grises, 


Montreal. 
SISTER HELENE MARGURITE 


Hopite! St. Joseph, Three Rivers, P.Q. 


SISTER HILAIRE 
Hopital Notre Dame de Lourdes, 
Montreal. 
SISTER MARIE DESFOSSES 


1190 Guy St. 


1870 Bvd. Pie 


Hotel Dieu St. Jerome, St. Jerome, P.Q. 


SISTER MARIE IDELLA 


Ottawa General Hospital, Ottawa, 


SISTER MARIE SALOME 


Hopital Sacre Coeur, Hull, P.Q. 


SISTER ST. EGBERT 


Ont. 


St. Patricks Orphanage, 5808 Deom Ave’., Montreal. 


SISTER ST. MICHEL 
Youville Hospital, Noranda, P.Q. 
SISTER THERESE CARDIN 
1190 Guy St., Montreal. 


S"STER THERESE DE LA PROVIDENCE 
Missionary Sisters of the Immaculate Conception, Nomi- 


ninque, Co. Labelle, P.Q. 


SASKATCHEWAN DIVISION 


REGISTERED MEMBERS 


ALLDRED, MAY 

404 Avenue Bldg., Saskatoon. 
ARCHER, JOYCE 

Union Hospital, Kerrobert. 
ATTRIDGE, WM. 

City Hospital, Saskatoon. 
BETTS, HUGH ROSS 

University Hospital, Saskatoon. 
BENKO, MRS. YVONNE 

Manitou Beach, Saskatchewan. 
BENT, MRS. 

Laird, Saskatchewan. 
BORYCKI, EDWARD 

Union Hospital, Kamsack. 
BOUCHARD, CLARA 

Grey Nuns’ Hospital, Regina. 
BUCHANAN, 

Union Hospital, Kindersley. 
CAMERON, MRS. ESTELLE 

Providence Hospital, Moose Jaw. 
CATHCART, DONNA 

General Hospital, Regina. 
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CONNELL, MR. JAMES 

Medical Arts Clinic, Regina. 
COWAN, NOREEN 

Union Hospital, Assiniboia. 
DAHL, 

Medical Arts Clinic, Regina. 
DAWDY, MARG. IRENE 

Unicn Hospital, Mocse Jaw. 
DERRICK, GEORGE 

St. Paul’s Hospital, 
DZINGELOWSKI, ROSE 

Grey Nuns’ Hospital, Regina. 
ERNST, DELMAR 

Box 161, Watrous. 
FOX, MRS. AUDREY 

General Hospital, Regina. 
GEORGE, CONSTANCE 

Grey Nun's Hospital, Regina. 
HANOSKI, NORMAN 

General Hospital, Moose Jaw. 
HEATON, MR. 

General Hospital, Mcose Jaw. 
HELEM, HAZEL 

Sanatorium, Saskatoon. 
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HILDEBRAND, WILFRID 

University Hospital, Saskatoon. 
HUNT, MR. 

2058 McTavish St., Regina. 
JOHNSON, CHARLES 

D.V.A. Hospital, Saskatoon. 
KARAPITA, ALEX 

General Hospital, Yorkton. 
KEENAN, KAY 

1220 Rettallock Street, Regina. 
LANGEVIN, MRS. ELIZ. 

Union Hospital, Delisle. 
LEATHERDALE, JOHN 

Sanatorium, Saskatoon. 
LUNDMARK, MR. 

1027 Temperance Street, Saskatoon. 
MARTIN, JOANNE 

102 Medical Bldg., Prince Albert. 
MADDIA, JOHN 

Fert San, Saskatchewan. 
MAHAFFY, MRS. BEBE 

Medical Arts Clinic, Regina. 
MARTIN, MILTON 

Union Hospital, Shaunovan. 
MERRILL, AURENE 

Union Hospital, Swift Curent. 
MIRWALD, ROBERT 

General Hospital, Regina. 
MACDONELL, MARG. 

1066 Spadina Crescent, Saskatoon. 
MACDOUGALL, GERTRUDE 

General Hospital, Swift Curent. 
McDOUGALLr, KATHLEEN 

Nuns’ Hospital, Regina. 
NEWELL, 

3020 McCallum Avenue, Regina. 
NORMAN, 

Fort San, Saskatchewan. 
NORQUAY, 


Officers’ Mess, R.C.A.F. Station, Moose Jaw. 


NUGENT, EILEEN 

Notre Dame Hospital, North Battleford. 
PAWLUIK, ZENON 

730 3rd Avenue N., Saskatoon. 
PEEL, MARGARET 

Providence Hospital, Moose Jaw. 
PENLEY, DOUGLAS 

Grey Nuns’ Hospital, Regina. 
PERRON, MARIE 

421 - 21st Street E., Saskatoon. 
POSTI, DIANA 

Medical Arts Clinic, Regina. 
POTTS, MRS. 

Amazon, Saskatchewan 
PURDY, 

317 Birks’ Bldg., Saskatoon. 
RICHARD, GAETANE 

Dame Hospital, North Battleford. 
ROWE, HAROLD 

St. Peter’s Hospital, Melville. 
SCHMIDT, GERTRUDE 

Medical Arts Clinic, Regina. 
SIM, MARIE 

St. Therese Hospital, Tisdale. 
SOKOLOFSKY, DON 

City Hospital, Saskatoon. 
STACHIW, 

421 - 21st Street E., Saskatoon. 


STASUIK, HELEN 

Holy Family Hospital, Prince Albert. 
STIFF, 

Indian Hospital, North Battleford. 
SWERHONE, WM. 

Union Hospital, Canora. 
THOMPSON, MRS. VICKI 

Notre Dame Hospital, North Battleford. 
TURENNE, MONIQUE 

Grey Nuns’ Hospital, Regina. 
UCHMAN, PHYLLIS 

St. Paul’s Hospital, Saskatoon. 
VETCH, EDITH 

Union Hospital, Maple Creek. 
VIBERT, AUDREY 

St. Therese Hospital, Tisdale. 
WALLIN, WM. 

Union Hospital, Wadena. 
WEBB, MRS. PATRICIA 

Holy Family Hospital, Prince Albert. 
WEIR, 

Box 40, Weyburn. 
WILLSIE, BEVERLEY 

University Hospital, Saskatoon. 
WOYTUIK, MICHAEL 

Sanatorium, Prince Albert. 
WRIGHT, VERNON 

Victoria Hospital, Prince Albert. 
WYLIE, ETHEL 

General Hospital, Regina. 
WYLIE, 

City Hospital, Saskatoon. 


REVEREND SISTERS 

SISTER BLAIS 

St. Joseph Hospital, Gravelbourg. 
SISTER CHRISTELLA 

Holy Family Hospital, Prince Albert. 
SISTER ST. GABRIEL 

St. Anthony’s Hospital, Esterhazy. 
SISTER HELEN JOSEPH 

St. Michael’s Hospital, Broadview. 
SISTER DOLORES HAUK 

St. Elizabeth Hospital, Humboldt. 
SISTER MARCELLA HAAG 

St. Joseph’s Hospital, Macklin. 
SISTER HOPCROFT 

Grey Nuns’ Hospital, Regina. 
SISTER IMELDA 

Radville Community Hospital, Radville. 
SISTER FLORIANNA KOLLMAN 

St. Elizabeth Hospital, Humboldt. 
SISTER MARY ROSAIRE 

Providence Hospital, Moose Jaw. 
THERESE MARIE 

Notre Dame Hospital, North Battleford. 
SISTER ST. THOMAS 

St. Joseph’s General Hospital, Estevan. 
SISTER FLORENCE VERRIER 

St. Therese Hospital, Tisdale. 


NON-ACTIVE MEMBERS 
BAKER, MRS. ADELINE 
255 Street West, Prince Albert. 
DICKEY, 
206 - 6th Ave., Yorkton. 
KANIGAN, MRS. EDNA 
111 Electric Bldg., Prince Albert. 
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The 


was incorporated under the laws the Dominion Canada 1943. 


Included the objects laid down the Constitution are the 
following: 


promote and encourage the science and art Radiological Tech- 
nique and consider and discuss all subjects affecting it. 


promote the formation of, assist, guide, encourage and 
form central association for local associations Radiological Technicians 
throughout Canada. 


facilitate the exchange information and ideas matters affecting 
the science and practice radiological technique and allied subjects. 


standard examination for membership the Canadian Society 
Radiological Technicians set the Dominion Examining Board, held 
under the direction the various member societies. Having passed this 
examination, member shall entitled known “Registered 
Technician” (R.T.). 


rh « 


VERNA MUSGROVE, R.T. 


who then fluoroscopes the patient and decides what other films are necessary and 
what degree rotation the oblique views should taken. 


The technician should given statement the problem involved and instruc- 
tions what views are required. then the responsibilty the technician 
see that the technical data which has used attached the films that 
they may duplicated for follow-up studies. 

most important that the same rotation used that films taken 
one time may compared with those taken another time. Consequently, guess- 


ing the degree rotation not good; the degree rotation used should 
measured accurately. 


The device use for measuring the degree rotation very simple one and 
could easily copied. was made for one our student radiologists and 
consists triangle with degree angle which hinged. protractor 
attached this angle which can from degree degree angle. 
This piece equipment used measure the degree rotation desired for each 
position during fluoroscopy and when the films are taken. 


Patient upright; Protractor horizontal 
F film, P patient 


The degree rotation desired set our device and locked. One edge placed 
against the film and the patient rotated until the chest comes contact with the 
side the triangle. 


For taking the opposite oblique the same procedure followed except the 
measuring device turned upside down. this way possible use the same 
instrument for both obliques. 


For left anterior-oblique the patient positioned with the back the left 
hand the crest the ilium while the right hand placed top the head. The 
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RADIOGRAPHY THE HEART 


left shoulder rounded far forward possible touching the plate while the right 
shoulder and body are rotated away from the plate the required angle. Left 
anterior-obliques are usually taken about degree rotation depending 
upon which structures are visualized. The degree rotation gives good 
view the right auricle, the left auricle, left ventricle, sortic window and left pul- 


monary artery. The degree rotation gives view the right ventricle and the 
left ventricle. 


For right anterior-oblique the patient positioned with the back the right 
hand the crest the right ilium while the left hand placed top the head. 
The right shoulder rounded forward far possible touching the plate while 
the left shoulder and body are rotated away from the plate the required angle. 
Right anterior-obliques are usually taken with about degree rotation, which 
gives good view the right ventrical conus, and particularly the left auricle. 
most important have good view the left auricle for common heart disease, 
mitral stenosis. right anterior oblique view the left auricle shown contact 
with the oesophagus. With the aid barium paste the oesophagus, can easily 


seen the left auricle enlarged, because the oesophagus will displaced 
backwards. 


There are various means examining and gaining information about the separ- 
ate heart chambers and associated blood vessels during life without surgery. 


These examinations are usually lengthy and intricate therefore shall not into 
them detail. However would like mention just few facts about them. 


One these procedures heart catherization. During this examination 
radiopaque catheter introduced into the vein, usually the left arm, going into 
the basilic system. The catheter advanced into the chambers the heart under 
fluoroscopic control and spot films are taken. Abnormal communication the heart 
chambers revealed the unusual routes taken the tip the catheter and 
the chemical composition the blood removed from each chamber the heart. 


Another examination the internal heart structure angio-cardiography. 


For this examination contrast medium, usually Diodrast 
injected very rapidly. Films are taken while this substance the heart chambers. 
This can done using either one two methods. One method use stereo- 
scopic cassette changer. While this method allows fairly satisfactory study, 
records but two momentary phases during ever-changing series events. The 
second method use roll film magazine rapid cassette changer with which 
one can take great number films. Within practical limitations the more films 


made during this period heart opacification the greater the amount information 
gained. 
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WILLIAM WHITE, R.T. 
University Alberta Hospital, Edmonton, Alberta 


GREAT many the diagnostic 

procedures performed x-ray 
department require the use 
contrast medium help reveal the 
anatomic evidences disease and func- 
tion. The rapid development and general 
acceptance contrast media has been 
one the outstanding achievements 
diagnostic radiology. Their use has made 
possible visualize the film prac- 
tically every organ within the human 


body except the pancreas and the ductless 
glands. 


The first attempt use contrast 
medium was 1898 when Bismuth was 
used the examination the Gastro- 
intestinal tract. Since that time numer- 
ous substances have been used with new 
types gradually replacing the old. 


Contrast media must have opacity 
x-rays markedly different that the 
tissues against which they are provide 
contrast. They may more opaque 
less opaque than the surrounding tissues. 
Barium sulphate and the Iodine com- 
pounds comprise the substances the 
more opaque group. Oxygen, air and 
carbon dioxide are categorized less 
opaque. These substances can further 
classified follows: 


INERT MEDIA. 


(Used simply fill cavity and demonstrate 
anatomy only.) 


(a) Barium sulphate. 

(b) oils. 

(c) Diodrast emulsions. 

(d) Diodrast solutions. 

(e) Air, Oxygen, and Carbon dioxide. 
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ACTIVE MEDIA. 


(Injected ingested and appearing organ 
which excretes them order demonstrate 
anatomy 


(a) Substances administered either in- 
travenously orally and excreted 
the kidneys and appearing 
the urine. 

(b) Substances administered either in- 
travenously orally and excreted 
the liver and appearing the 
gallbladder and bile ducts. 


should emphasized that the use 
surgical procedure involving risk, there- 
fore the following cautions must borne 
mind: 

The technician should never under- 
take their use unless under the guid- 
ance Radiologist. 

Oils that have aged darkened be- 
yond their original color show 
signs deterioration should never 
used. 

Proper storage accordance with 
instructions from the manufacturer. 

All equipment used administering 
must clean and sterile. 

The upper limit allowable dosage 
must never exceeded. 


Use the proper agent for each 
examination. 


With the widespread usage the 
numerous contrast media important 
for those who employ them familiar 
with their chemical and physical proper- 
ties and know the indications and 
contra-indications for their use, well 
the hazards incurred their administra- 


tion. The various opaque media gener- 
ally used to-day will discussed briefly 
giving their name, uses, action, etc. 


WATER—SOLUBLE AGENTS 

DIODRAST—30%-50% 

Diodrast clear, odorless liquid with 
very bitter taste. The 35% solution 
for radiographic visualization the 
urinary tract intravenous injection 
direct injection into the renal pelvis 
through ureteral catheter. The average 
dose c.c. and children are given cor- 
respondingly smaller doses, but depends 
upon the size and extent the part under 
study. Diodrast also employed 
Cerebral Angiograms and Arteriograms, 
Peripheral Arteriography and Veno- 
graphy, and occasionally for direct 
Cholangiography through tube. The 
technic using this agent Cerebral 
Arteriograms and Angiograms 
tremely complicted and requires accurate 
timing and teamwork between the 
physician, technician and patient. This 
method consists injecting the sub- 
stances into the blood and taking 
sures simultaneously with the passage 
the material through the vessels. Dio- 
drast 50% employed obese patients 
and for those who cannot given any 
preparation. was developed for admin- 
istration larger dose Diodrast 
without increasing the volume solution. 
Contra-indications include severe liver 
disorders, nephritis any critically ill 
patient. 


DIODRAST CONCENTRATES—70% 

Diodrast concentrated employed 
solution for use Angiocardiography 
and Thoracic and Abdominal Aorto- 
graphy. The procedures are also ex- 
tremely complicated and require 
thorough knowledge the procedure 
carried out. Average dose approxi- 
mately c.c. 


CONTRAST MEDIA 


Side effects include dizziness, nausea 
and vomiting, sense intense warmth, 
sweating, pallor, headache, etc. 


This agent must used with caution. 


SALPIX 

Salpix combination polyvinylpyr- 
rolidone which has been added sodium 
acetrizoate. 

The iodine content 65.8%. Salpix 
amber colored, water soluble radio- 
paque medium used Hysterosalpingo- 
graphy. The usual dose 2-6 cc. injected 
slowly. 

Contra-indications Hysterosalping- 
graphy are pregnancy and pelvic infec- 
tions. crystals are present—dissolve 
warming vial water and shake. 


NEO-IOPAX 

white, odorless powder 
soluble water and contains 51.1% 
Following intravenous injection 
Approximately c.c. the 50% solu- 
tion are used Excretory Urography. 
For Retrograde Pyelography 50% solu- 
tion diluted solution 20% 
employed, and about 10-15 c.c. for each 
kidney. 

contra-indicated 
nephritis, uremia, severe liver damage 
and should used cautiously Tuber- 
culosis, Hyperthyroidism any serious 
systemic disease. 


UROKON SODIUM 
(Sodium Acetrizoate) 

Urokon sodium white, crystalline 
powder which very soluble water and 
contains 66% iodine. This substance 
must protected from strong light and 
any sunlight. Following intravenous in- 
jection rapidly excreted the kid- 
neys—approximately 60% will ex- 
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For Excretory Urography 30% solu- 
tion used and the dose c.c. and 
correspondingly smaller for children. 
Either 15% 30% solution used 
Retrograde Pyelography and approxi- 
mately c.c. used for each kidney pelvis. 

Urokon Sodium 30% used quite 
frequently Peripheral Arteriography 
and Venography because its increased 
radiopacity and produces less veno- 
spasm and pain. The dose 20-30 c.c. 
depending the size the vessels 
studied. 

Cholangiography 30% solution 
used and the dose 10-30 c.c. 

Occasionally this agent employed 
Hysterosalpinography 30% solution 
and approximately 8-10 c.c. are used. 

When Barium Sulphate contra-indi- 
cated avoided, large amounts 
Urokon Sodium may used not exceed- 
ing 400 c.c. Contra-indications are few 
and delayed reactions have been 
reported but Urokon contra-indicated 
severe renal insufficiency, allergy, 
any serious systemic disease. 

Urokon Sodium 70% employed 
Angiocardiography because its lower 
toxicity. The usual dose 40-50 c.c. 

The 70% also used Nephrography, 
Intravenous Pyelograms, Thoracic and 
Translumbar Aortography. 


WATERY SUSPENSIONS AND 
EMULSIONS 


BARIUM SULPHATE 

This one the oldest and most 
widely used contrast agents. 

Barium white, odorless 
and tasteless powder that free from 
grittiness. insoluble water. Since 
1910 has been used opaque radio- 
graphic contrast medium the examina- 
tion the Gastro-Intestinal tract. 
Barium Sulphate must only taken 
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orally extremely toxic when 
absorbed. The usual barium content 
the average dose four ounces thorough- 
mixed with water make eight 
ounces solution for Barium meal. 
For Barium enema mix one part Barium 
three parts water. Various substances 
such sugar, flavoring chocolate are 
used for children. Some prefer the use 
gum, agar, bentonite, tragacanth and 
gelatin order sustain suspension for 
longer time. 


DIONOSIL 

Dionosil organic compound con- 
taining iodine and employed con- 
trast medium for Bronchography. 


has bitter taste and has white 
creamy appearance and more irritant 
than iodised oils. Two preparations 
this substance are available. 

Aqueous suspension with iodine 
content about 30%. 

Oily medium with iodine content 
34%. 

The volume Dionosil generally used 
Bronchography c.c. for each year 
the average adult. 

Dionosil should stored cool, dry 
place and away from light. 


IODIZED OIL 

chemical addition iodine 
peanut oil. contains per cent 
iodine and 7.5 per cent chlorine organic 
combination. pale yel- 
low, viscous, non-water-soluble, oily 
liquid with faint bland taste. 


This substance employed con- 
trast medium Roentgen diagnosis 
pulmonary and bronchial lesions, empy- 
ema cavities, sinuses, uterus and fallopian 
tubes, fistulas and soft tissue sinuses. 
Iodochlorol non-irritant but very 


CONTRAST MEDIA 


slowly excreted. The dose varies with 
the capacity the structure exam- 
ined. ranges from 1-2 c.c. for small 
fistulas c.c. the bronchial tree. 


ETHIODAN 


Ethiodan mobile liquid which con- 
tains approximately 30% iodine organic 
combination. colorless very pale 
yellow, odorless and viscous liquid. The 
color generally darkens long exposure 
air. used the radio- 
logical diagnosis and localization 
spinal cord tumors, intraspinal protrusion 
intervertebral discs and any other con- 
dition which obstructions the 
cerebro-spinal canal compression 
the cord are suspected. 

The dose varies from c.c. c.c. but 
the amount normally used c.c. 

Ethiodan should never injected into 
patient for whom lumbar puncture 
contra-indicated nor contrast medium 
for other body cavities. 


LIPIODOL 


Lipiodol product formed from 
Iodized poppyseed oil and contains 40% 
light yellow, oily solution with taste. 
Lipiodol slowly absorbed but well 
tolerated the tissues and non-irritat- 
ing. designed especially for 
Myelography and Bronchography. The 
dose varies from 15-20 c.c. Broncho- 
graphy 5-6 c.c. Myelography. The 
agent should not employed when lum- 
bar puncture contra-indicated. 


CHOLECYSTOPAQUES AND 
CHOLANGIOPAQUES 
TERIDAX 


Teridax white, odo.less crystalline 
powder which insoluble water. 
employed contrast agent for 


visualization the gallbladder, and 
excreted—largely the renal route and 
the remainder the G.I. tract. Teridax 
well tolerated but contra-indicated 
advanced renal impairement extreme 
iodine sensitivity. 


TELEPAQUE 


Telepaque cream colored, tasteless 
powder with faintly aromatic odor. 
water soluble organic iodine com- 
pound which contains 67% iodine and 
administered orally contrast medium 
cholecystography. 
tion absorbed from the small intes- 
tine and excreted the bile and subse- 
quently concentrated the gall bladder 
where produces dense opacity the 
gall bladder when radiographed. Occa- 
sionaly Telepaque permits visualization 
the extra-hepatic ducts. Telepaque 
seldom produces undesirable reaction but 
contra-indicated acute nephritis 
and uremia. The dose 3-6 grams ad- 
ministered orally ten hours prior the 
time scheduled for roentgenography. 
Visualization the extra hepatic ducts 
can obtained with the customary dose 
many patients ten minutes after the fat 
meal. One hour more after the 
additional exposures should made 
judge whether the gall bladder contracts 
properly. 


PRIODAX 


This substance also used medium 
for cholecystography and contains 51.5% 
iodine. Priodax administered orally 
and the same procedure employed 
with Telepaque. Nausea, vomiting, and 
occur but are not severe. Con- 
tra-indications include acute abdominal 
symptoms, nephritis and uremia. Ap- 
proximately 3-6 grams the usual dose. 
Priodax eliminated the Gastro- 
Intestinal tract. 
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CHOLOGRAFIN 


Cholografin radiopaque fluid for 
rapid radiographic visualization the 
gall bladder and biliary tracts. 
colorless solution aqueous medium. 
The iodine content 64%. Cholografin 
particularly useful post-cholecystec- 
tomy patients and those with non- 
functioning gall bladders. 


Following intravenous administration 
Cholografin carried the liver where 
rapidly secreted and starts appear 
the bile within 10-15 minutes after in- 
jection, which then permits visualization 
the hepatic and common bile ducts and 
the biliary ducts visualized about min- 
utes after. The gall bladder fills within 
hour after injection and maximum fill- 
ing about two hours later. important 
that Cholografin injected very slowly 
over period ten minutes and serial 
ten minute exposures should made ten 
twenty minutes after injection and con- 
tinued until optimal visualization the 
biliary ducts examined obtained. 
Examination the gall bladder should 
made approximately one two hours 
after administration. Additional expo- 
sures may made after the injestion 
fatty meal. should emphasized 


WHITE, R.T. 


that Cholografin differs from Telepaque 
and Priodax that excreted the 
liver concentrated solution whereas the 
others only become visible after concen- 
tration the gall bladder. The usual 
dose Cholografin c.c. intravenous- 
and test dose c.c. intradermally. 
Cholografin may stored room tem- 
perature but should protected from 
strong light. 


contra-indicated those patients 
sensitive the test dose, hypersensitive 
iodine, Graves disease, and patients 
with severe impairment renal function. 


AIR AND OXYGEN 


Air and oxygen are two contrast media 
used very often and therefore must not 
forgotten. They are either used alone 
conjunction with other opaque 
media. 


Their chief uses are radiography 
the ventricular system 
Other uses are Arthography the knee 
joint; conjection with Barium Sulphate 
for Barium enema giving double con- 
trast; certain chest conditions, and 
perirenal insufflation. 


Turn to next page for foregoing information 
tabulated 


TA?: 
Without Comment 
Patients who think the radiographers here 
are bad tempered, brusque inattentive 

Radiography (Eng.), May 
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Courtesy Contagious 


The editor recently came across the following from the pen the late Johnston, sub- 


mitted The Focal Spot not long before his death. 


probably does more than any obituary could 


illuminate the kindly character the writer him Moose Jaw the western prairies. 
accompanying note Sid wrote: “Sometimes read the enclosed sounds pretty corny. 
any good for publication, print ‘Anon’; not, the waste basket. read before class 


our students sometimes.” 


have farmed for good many years, 
me, wife, and the boys. Worked 
hard, good years and bad. This year our 
crop was dandy, but somehow couldn’t 
get interested. Maybe because hadn’t 
been feeling well, nagging pains below 
the belt, didn’t want get the 
mornings, little chores seemed big 
ones. Lost appetite too. Wasn’t long 
before the wife said, “Something wrong, 
Bill?” Oh! not much,” said “It will 
soon pass away.” But she worried her- 
self, hearing and reading much about 
cancer; suggested that see doc- 
tor. Never had much with doctors, 
didn’t like the idea. However, she 
insisted, next day off went the city 
for medical advice. 


The doctor was nice guy. Asked lots 
questions and gave good going- 
over. “Can’t find much wrong,” said he. 
“Your blood count normal, but would 
better you had x-ray examination 
the large bowel. phone the hos- 
pital and make appointment. You 
take some oil to-night and over the 
morning.” 


Now was beginning get bit ner- 
vous, but around a.m. presented my- 
self the hospital X-Ray Department. 
Here was met by-a young lady white 
who asked name and address, whether 
had been x-rayed before, where 
and when. was asked have seat 
and await turn. Just then chap 
white coat came along and said, “Are 
you Mr. from Dr. B.? This some- 
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thing new for you, eh? Well, everything 
don’t nervous, and you will get along 
all right.” But still felt bit scared. 


showed into room where un- 
dressed and put long gown. Then 
long table with funny gadgets overhead 
and along the sides. Now was getting 
quite worried. said the chap 
the white coat, inserted tube 
joined can, “you will not see anything 
feel anything, don’t nervous.” 
didn’t know what was coming next. 
then pressed bell and walked big 
man wearing gloves, goggles and 
apron. “This Dr. A., Mr. C.” “How 
are you this morning, Mr. C.?” said the 
doctor. nervous was, replied, 
“Not too bad, thank you Doctor.” Said 
he, “What are you complaining Mr. 
C.? What made you see your doc- 
tor?” told him the best knew how. 
“Now, Mr. C., are going run 
little fluid. You may feel like expelling 
it, but just relax and breathe deeply. 
will soon ease up.” Then was turned 
over and picture taken. “Now the 
bathroom, Mr. Take plenty time, 
then want another x-ray.” 


“That all,” said friend the 
white coat, after had snapped another 
picture. “You may wash and dress 
now.” “Is that all there it,” said 
“That was What you think 
wrong with me?” “Oh! your doctor will 
tell you that,” said he. “He the one 


most interested you. You see, belong 
X-Ray Technicians’ Society, which 
lays down rule that members must not 
discuss with patients anything along 
those lines.” “What about the pictures, 
then? May take them home with me?” 
“Oh, no,” said he, “we keep them here 
file along with your report. Your doctor 
can see them anytime, should you ever 
take sick again.” could see that was 
right thanked him for being kind. 
Then dressed, paid bill, and went 
down town feeling pretty good. 


Next day called see doctor. 
“Well, Mr. C., cannot find very much 
wrong with you. Here prescription 


COURTESY CONTAGIOUS 


week two, then come and see 
about month’s time.” “Thank you 
Doctor. wouldn’t mind going through 
that again anytime. Every one was 
kind me. Good-bye, sir.” left his 
office feeling like million. good, 
fact, that before train time did bit 
shopping for presents take home for 
and the boys. Seemed though 
couldn’t get home fast enough tell 
them the good news. 


The moral this little story is: While 
striving for technical perfection, good 
technician never forgets that patients are 
persons and COURTESY CON- 


TAGIOUS. 


for few pills. Folow this diet list for 
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ACCUURACY 


feel that greater accuracy the outstanding need many x-ray technicians practising 
to-day. They know how their work, but with the added ingredient greater accuracy 
exposure and positioning they could bring something spectacular very short time. 
Equipment constantly increasing accuracy. The technician has obligation increase his 
accuracy applying the equipment the production superlative radiographs. the hope 
stimulating thought and action along these lines have taken the liberty reprinting the 


following extracts from excellent article “How Much Tolerance?” published the Royal Bank 
Canada “Monthly Letter.” 


There nothing degrading being accurate. Nearly all grand discoveries science and nearly all 
great developments business have been the rewards accurate measurement and patient labour 
the gathering and sifting numerical results. our everyday activities far better make some 
rough measurement than measurement all. 


Accurate workmanship calls for the adoption standard procedures patterns substitute for 
individual discretion fancy. but this does not meaa that the instinct workmanship has perished from 
the When people learned measure they found that dimensions could take the place 
artistry. Ability measure accurately gave new talents unskilled workers. paved the way for 
mass production that has raised the standard living for everyone. 


Accuracy depends standards measurement, and standards production depend accuracy 
work. standard has established appropriate authority accepted common consent. must 


permanent, precisely reproducible, and usable practice. must pass rigid tests and must lend itself 
definition. 


Dr. Percival Gurrey, professor emeritus the University College the Gold referred lecture 
Toronto last year the precision-weighing analytical chemists. whose marvellously delicate balances 
can weigh the footprints the fly that walks over their They can weigh period printed 
this page. 

When turn our thoughts from accuracy the infinitely small accurccy the infinitely 
catch glimpse equal marvels. shown geometry that the ratio the circumference circle 
its diameter written places decimals, the result give the whole circumference the visible 
universe without error great the minutest length visible the most powerful microscope. 

determine the standards need measurements. Some these have come down from 
and still serve well: have added other measurements and refinements match our needs. 


The cubit time was the length forearm, the distance from his elbow the end 


his middle finger. The yard later years (still used for rough estimates) was the distance from finger 
tips the tip one’s nose. 


found, time went on, that doesn’t make much difference how long the yard is. What really 
matters that all mean the same thing when speak yard. Not all men’s arms are the same 
length: need measuring instrument precision. 


King Edward took step forward the 13th Century when ordered permanent measuring bar 
made iron serve standard yardstick for his kingdom. The French later based measurement 
scale the assumed constancy the size, and time the British turned for precise 
stands the swing the pendulum. 
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The metric system was not. sometimes said, invention the 18th Century. was 
Mauton Lyons 1670, but was the French government 1793 that put the metric into 
general use. The metre was one ten-millionth part the distance from North Pole the 
measured straight line running along the surface the earth throuch Paris. 


Not many years later, some natural philosophers meeting Paris speculated that the mstre noi 
reproduced the form size the earth were changed collision with comet. Sir 
natural standard the diameter capillary tube glass which water would rice 
hcight equal the tube’s diameter. Jacques suggested wave light 
vecvum would better, and through the development British, scientists and Dr. 
Michelson the University Chicago, and his colleague Professor Morley, this plan 
widely accepted. 


The most precise measurements length are made with light waves. They measure distances 
scopy Section the United States Bureau Standards said this: “Although wave green (mercury 
198) only 1/50,000 inch length, can produced within 1/100,000,000 its length, and the 
measurements with light waves can made with this accuracy.” 


seems long way from the cubit the metre 1793 and the light ray to-day. 
None can live effectively under old standards measurement and accuracy. have accommo- 
date ourselves the new conditions, with allowance for the tolerance the particular job that ours. 

U.S. AWARD MR. HURST 

very pleasant recognition the excellent work has done the difficult position 
successor the late Percy Ghent Editor the CIL NEWSLETTER came Mr. 
Hurst recently when the Association Industrial Editors their convention Houston, Texas, 
awarded this Canadian production First Prize. was the intention that “Tommy” should 
Texas receive the award, but unfortunately pressure work did not permit the journey. May 
add our congratulations Mr. Hurst this happy event. 


RESOLUTIONS COMMITTEE CHAIRMAN RETIRES 
The Chairman the Resolutions Committee, Mr. Hendra, Edmonton, has resigned 
farming Northeastern Alberta. The chairmanship has been assumed Mr. Saunders, 
3111 Alder Street, Victoria, B.C., the senior member the Resolutions Committee. Correspond- 
ence relative resolutions should now forwarded Mr. Saunders. wish the best luck 
Mr. Hendra his agricultural endeavors. 


JIMMY SEED RETIRES 
“Jimmy” Seed, who for many years has carried the banner the Canadian Kodak Com- 
pany technical service representative for Ontario, has retired enjoy life his charming 
home Etobicoke. wish him many years well-earned relaxation and hope still see him 
some our meetings. 


THE NEW ONTARIO BULLETIN 
Since the last issue The Focal Spot went press The Bulletin, the monthly journal The 
Ontario Society Radiographers, has appeared smart new dress. shiny cover and carry- 
ing full page printed ads., makes very attractive medium for keeping frequent touch with 
the Ontario membership. May hand bouquet Mr. Burton McBride, Editor; Mr. David 
Sage, Staff Writer, and the Executive the Ontario Society for the excellent job they have 
made The Bulletin, 
B.C. GRID LINES 
Apparently the British Columbia Division has also brought out 1955 Spring their 
publication, Grid Lines. This mentioned Mr. Stirling the B.C. Provincial News, but 
have not yet seen copy are unable give further details. 


RADIOGRAPHIC FILM MONITORING AVAILABLE 
Dr. Sowby, Medical Director, Radiation Section, Occupational Health Division 
National Health and Welfare, Ottawa, announces that research the type film badge intended 
specially for monitoring low energy radiation has been completed and this service will shortly 
available those who work with diagnostic x-rays gamma rays. Application for the service 
should made Dr. Sowby, Room 412, Laurentian Building, Ottawa. The badges will worn 
for two weeks and the cost 15c per badge per two weeks. 
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13th Annual C.S.R.T. Conventters, Windsor Hotel, Montreal 
September 7-10, 1955 


CONVENTION OFFICERS 


GENERAL CHAIRMAN Gordon Greenfield, 


Queen Elizabeth Hospital, 
2100 Marlowe Avenue, 
Montreal 28. 


CO-CHAIRMAN Yolande Garand, 


St. Joseph’s Sanatorium, 
5689 Rosemount Blvd., 


Montreal. 
PROGRAMME AND George Wilkinson, 
EXHIBITS Royal Victoria Hospital, 
Montreal 


REFRESHER COURSES Renée Lippée, 


Royal Victoria Hospital, 
Montreal 


FINANCE Henry Meadus, 
P.O. Box 447, 
Ste. Agathe des Monts. 


Henry Simpkins, 
Royal Victoria Hospital, 
Montreal 


TREASURER Lorraine Tremblay, 


Montreal Fashion Industries Health Centre, 
225 Plateau, 


Montreal. 


ENTERTAINMENT Donald Fisk, 


Queen Mary Veterans’ Hospital, 
4565 Queen Mary Road, 
Montreal. 


VISITING WIVES’ Edwina Boa, 
Medical Department, 


Northern Electric Company, 
Shearer St., Montreal. 


SISTERS’ HOUSING Sister St. Berenice, 
COMMITTEE 890 Dorchester St. East, 
Montreal. 
RECEPTION AND Carole Dunn, 
REGISTRATION Central Division, 
Montreal General Hospital, 
Montreal. 
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WORLD’S LARGEST INLAND SEAPORT 
Location the C.S.R.T. Convention, Sept. 7th 10th, 1955 


WILKINSON, R.T., B.Sc. 


Photographs courtesy C.N.R. 


Quebec Society X-Ray Technicians, and particular those who 
work and live the City Montreal, are very happy have the opportunity 

playing host our fellow technicians and associates across the Dominion, 
for the Thirteenth Annual General Convention the C.S.R.T. “Bienvenu notre 
our city.” 


The bilingualism our city something which are proud. Both language 
groups will readily admit that bilingualism does create problems not found mono- 
lingual communities but both groups are also proud that these problems not 
prevent happy communal life. The harmonious co-existence two peoples 
different language, culture and heritage truly example the world. 


The bilingual nature Montreal and the Province Quebec began almost 
two hundred years ago following the successful invasion New France the British. 
Slightly more than two hundred years before that, the year 1535, Jacques Cartier 
had landed the Huron Village Hochelaga, climbed the mountain arising from its 
centre, named Mont Royal, and thus discovered the site present day Montreal. 
More than hundred years passed before Paul Chomedey, Sieur Maisonneuve, 
founded the city Montreal and almost another two hundred years elapsed before 
the city was incorporated. 


The location the island Montreal, just east the confluence the St. 
Lawrence and Ottawa Rivers, undoubtedly responsible for the position Montreal 
holds to-day the metropolis Canada. has recorded innumerable 
instances great cities arising the natural convergences trade routes. Those 
who are accustomed think present day terms travel relating high 
speed trains and planes may find difficult realize that water travel was once 
the quickest and easiest mode travel, particularly virgin country. Small won- 
der then that Canada expanded from East West, Montreal grew become the 
largest city Canada and the second largest French speaking community the 
world. 


The island Montreal thirty miles long, between seven and ten miles wide 
and has area one hundred and ninety-four square miles. The city proper occu- 
pies about one-quarter the total area and the island connected the mainland 
thirteen bridges, the largest being theJacques Cartier, Honore Mercier and the 
Victoria Jubilee bridges. The city situated the head ocean navigtation about 
1,000 miles from the sea and the foot inland system canals and water- 
ways that extend 1,200 miles into the heart the country. Montreal the head- 
quarters the country’s two great railways, the Canadian National and the Canadian 
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MONTREAL, QUEBEC 


Pacific and five the country’s ten chartered banks. the headquarters 
Civil Aviation for the World and for the Canadian Fur Trade. Dorval Airport the 
outskirts Montreal maintaining the reputation Montreal has attained trans- 
portation centre this era air travel. 


The bilingual culture Montreal maintained and extended the presence 
two great universities—The University McGill and The University Montreal 
—the latter being the largest French university outside France. Montreal noted 
for its French cuisines and indeed for cuisines cosmopolitan nature. Montreal 
boasts many fine hotels and restaurants where service and atmosphere are unique. 


t 
— 
= 
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St. Oratory, Montreal 


Montreal offers many interesting sights the visitor and bus companies and the 
Transportation Commission provide means visiting these points interest. The 
open air sightseeing streetcars with their terraced seating provide excellent and 
unique means seeing much Montreal. Special horse drawn vehicles take the 
visitors over the parkways the mountain and view Montreal from the lookout 
well worth while. Also interest the visitor are the Botanical Gardens, which 
are world renown. These and many other points interest make Montreal 
mecca for the sightseer. 


sincerely hope that many technicians possible will attend the Conven- 
tion, and doing, will benefit everyway—through attendance the sessions, 
through meeting their fellow technicians and through visiting Montreal. will 
looking for you September. 
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REFRESHER COURSES 


Three Refresher Courses will given during the Convention, two English 
and one French. Registration limited fifty each course. 


Influence Radiographic 
Factors Film Quality 


Lecturer: Frank Dreisinger, Manager, 
X-Ray Technical Service, General Electric 
Company. 


First Day—Properties Commercial Films 
and Screens. 


Second Day—Density—Detail—Contrast. 


Third Day—How Prepare Technic Chart. 


Radiographer Studies 
Therapy 


Lecturer: Wilkinson, R.T., B.Sc. 


First Day—Factors Relating Radiography 
and Therapy They are Applied 
Therapy. 


Second Day—Factors Relating Therapy not 
Generally Associated with Radiography. 


Third Day—Duties the Therapy Techni- 
cian. 


L’etude Bassin Humain 


Lecturer: Dr. Lionel Lafleur, 
Paris. 


l.er LES BASSIN HUMAIN 
Chez foetus. 


Chez 
(a) Homme, (b) Femme. 
Caractéres différentiels. 


pathologie. 
Répercussion sur grossesse 


2.ieme LES TYPES BASSINS 
FEMININS 
pelvigraphie. 
pelvimétrie. 
(a) Les méthodes, (b) Les techniques. 
céphalométrie. 
Les présentations foetales. 
Les malformations. 


3.ieme jour— 
L’étude placenta. liquide amnio- 
tique, etc. 
Pathologie concomittante grossesse. 
Nos Resultats Sur 2000 Cas 


Refresher Course 


edition Siemens News the fol- 
lowing imaginary dialogue takes place between 
Siemens engineer and radiographer during the 
handing over new x-ray set. 

Enc. suggest that adopt begin with the 
well-proved S.R.W. exposure 
states for p.a. lung exposure 55kV, 

The voltage appears right me. chief 
likes well-contrasted but not too soft lung 
radiographs. have never calculated 
mAs. How that case, determine 
the exposure time? 


Rap. 


That quite simple. With tube current 
500 mA, mAs are obtained with 
exposure time 20: 500=0.04 sec. 


Needed 


not offended, but that higher 
mathematics me. not follow you. 


Rap. 


Enc. not afraid, you will not bothered 
all. will fix the time markings 
for you when have agreed the ex- 
posure data, and you really wish know 
any time with how many mAs you are 
working you will find the values here 


the instructions. 


Nore 
enough written upon this earth 
stir mutiny the mildest thoughts, 
And arm the minds infants exclaims.” 


From Radiographer (Eng.). 
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Windsor Hotel, Montreal 


The following are the room rates for the C.S.R.T. Convention held the 


Windsor Hotel, September 7th 10th, 1955: 


Single room—with $9.00, $10.00 and 
Double room (double bed)—with $12.00 
Double room (twin bed)—with $13.00 and 


Please refer your intention attending the C.S.R.T. Convention. EARLY 
REGISTRATION WOULD ADVISABLE HOTEL ACCOMMODA- 
TION PREMIUM DURING SEPTEMBER. 


Mail requests for reservations DIRECTLY THE HOTEL. 


Mr. Henry Labrie, 
Windsor Hotel, 
Dominion Square, 
Montreal P.Q. 


The Focal Spot, 1955, No. 


Plan Your Vacation For September and 
Visit Montreal 


Place d’Armes and Notre Dame Church 


Why not bring the whole family? Edwina Boa planning 
interesting programme for the visiting wives (or husbands) 
and would like know how many count on. Also there 


anything you would especially like see Montreal, let 
her know. 


University Montreal. 


just drop line 


Miss Edwina Boa, 

c/o Medical Dept., 
Northern Electric Co. Ltd., 
1261 Shearer St., Montreal. 


and help her make your visit enjoyable one. 
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RESOLUTIONS 


FOR CONSIDERATION C.S.R.T. ANNUAL MEETING 


Chairman the Resolutions Committee, C.S.R.T., submit the following resolutions for 
your information. These resolutions represent the sum total all resolutions received this 
committee for presentation the C.S.R.T. Annual Meeting Montreal this year. They have 
been duly considered this Committee and are considered judicable. 


Submitted the Alberta Division: 


WHEREAS the present time technician who has not reached his her majority not 
permitted purchase lapel pin although they have successfully written the C.S.R.T. examinations; 


AND WHEREAS this ruling has resulted many technicians foregoing the eventual 
purchase the Pin after reaching the required age years; 


THEREFORE RESOLVED that this Pin available technicians any age who 


have successfully written the C.S.R.T. examinations. 


Submitted the B.C. Division: 


WHEREAS the 1954 meeting the C.S.R.T. Saint John, N.B., the following resolution, 
sponsored the Ontario Society Radiographers, was passed, namely, 


“WHEREAS view the increasing number cancer therapy centres employing therapy 


technicians solely and the desire those charge such centres establish standard train- 
ing for such technicians; 


“THEREFORE RESOLVED that separate examination formulated the 
Examining Board the Canadian Society Radiological Technicians qualify registered 
therapy technicians those trained practice therapy technicians only.” 

And 


WHEREAS this resolution does not specify what form this training and examination will 
take and what stage the present training schedule will come, and 


WHEREAS upon consultation with responsible members the following professions— 
medical, nursing, dietary, pharmacy, laboratory and the American Society X-Ray Technicians, 
without exception, they all require graduation from basic course before specializing: 


THEREFORE RESOLVED that the B.C. Division, C.S.R.T., strongly recommend 
the Board Directors, C.S.R.T., that any recommendations being brought any special 
committee that these recommendations widely publicized all Divisions for their consideration 
and recommendations the Board Directors, C.S.R.T., before any action taken this 
question the C.S.R.T. level. 


Yours sincerely, 


SAUNDERS, R.T. 
Chairman, Resolutions Committee. 
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(ONT.—continued from page 66) 
Mosiondz. informal discussion, during which 


refreshments were served brought the meeting 
close. 


The March meeting this Section was held 
St. Joseph’s General Hospital, Port Arthur, 
Wednesday, March 9th. During the busi- 
ness portion the meeting considerable discus- 
sion ensued the sending one more 
local representatives either the Annual Busi- 
ness Meeting the Annual Convention the 
Ontario Society; and possible perhaps both. 
interesting and enjoyable movie, “‘A’ for 
Atom,” was then shown. This film was kindly 
loaned the Winnipeg office the 
General Electric Co. whom express our 
thanks. round table discussion fol- 
lowed refreshments concluded the March 
meeting. 

The McKellar Hospital x-ray staff were again 
our hosts for the April meeting held Wednes- 
day, April 13th. During the business portion 
this meeting representative was selected 
attend the Annual Business Meeting the 
Ontario Society held June 4th. This 
will the first time that the Lakehead Section 
has been represented this meeting and 
hope that such representation will further cement 
the bond between our Section and the Society 
whole. Two very enjoyable and interesting 
movies featured the programme portion the 
meeting. These were entitled “Man Uni- 
verse” and “Introducing Turkey.” The first 
these showed some the work done the 
Montreal Neurological Institute and included 
actual operation the brain being performed 
the Institute. The second was coloured 
travelogue type film life Modern 
Turkey, which for the moment transported the 
viewer entirely new world. the con- 
clusion these films the members were treated 
most delicious lunch, thus bringing 
successful close another meeting the Lake- 
head Section. 

—R. GORE, R.T., 
Sub-Editor. 


EASTERN SECTION 

Considering the snowstorm which made 
skating rink the city streets, the meeting held 
Wednesday evening, March 16th, the Royal 
Ottawa Sanatorium was well attended with 
members and guests present. 

Dr. Stoddart, Director Radiology 
and Civic Clinic, Ontario Cancer Foundation 


NEWS ITEMS FROM THE PROVINCES 


the Ottawa Civic Hospital, gave very inter- 
esting and informative address Cobalt 
Beam Therapy Unit, outlining the advantages 
treatment with this unit over conventional 
x-ray therapy. 

Mr. Herb Clarke, Royal Ottawa Sanatorium, 
spoke Body Section Radiography, illustrating 
his remarks with excellent films. 

film “The Four Seasons the Gatineau 
Hills, Quebec,” followed. 

Lunch was served with Miss Dorothy Hillis 
and Mrs. Rena Johnson presiding the tea- 
table, tastefully decorated honour St. 
Patrick. 

The next and annual meeting will held 
the Ottawa General Hospital, May 14th, 3.30 
p.m. sharp. (This will the last meeting this 
season, let’s all there.) 

Speakers will be—Dr. Matzinger, 
Radiologist the Ottawa General Hospital, and 
Dr. McSweyn, Ottawa Thoracic 
Surgeon. Other arrangements are not yet 
completed. 

News Items: Miss Eleanor Ormrod, R.T., 
formerly the Ottawa Civic Hospital, has 
accepted the position X-Ray Technician 
the new Carleton Place and District Memorial 
Hospital. 

Miss Joan Hunter, R.T., formerly the 
Ottawa Civic Hospital, has accepted the position 
X-Ray Technician the Boisvert Memorial 
Hospital, Baie Comeau, Quebec. 

Miss Ada Geldart, Ottawa Civic Hospital, and 
Miss Dorothy Hillis, Civic Clinic, Ontzrio 
Cancer Foundation, are off Bermuda hol.- 
day and will visit Miss Edith McNaughton, 
R.N., R.T., formerly the Ottawa Civic Hos- 
pital and now the King Edward VII 
Hospital, Hamilton, Bermuda. 

Best wishes Jean Maxwell, R.T., the 
Ottawa Civic Hospital, who embarks the sea 
matrimony Easter week-end. Congratulations 
Murray McGlashan, the lucky groom. 


—AMY ADAMS, R.T., 
Ottawa Civic Hospital. 


NORTHERN SECTION 
The Spring meeting the Northern Section 
the Ontario Society Radiographers was 
neld April 2nd, 1955, St. Joseph’s Hospital, 
North Bay. Twenty members were attend- 
ance. Following word welcome from the 


Chairman, Gerald Durette, the meeting was 
called order 2.15 p.m. 
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were very pleased have Mr. Jack Flan- 
nagan Ferranti Electric give paper 
“Image Amplification, Mirror Optics, and Xero- 
radiography.” With the aid slides, photo- 
graphs and diagrams, demonstrated the use 
mirrors radiography and told their value 
early cancer detection. Mr. Flannagan went 
say that Xeroradiography was chiefly used 
industry, but stressed its importance the 
event atomic war. the conclusion 
his talk Mr. Flannagan was warmly thanked 
Earl Paquette, Sudbury General Hospital, for 
such interesting and unusual paper. 

Our second speaker for the evening was Mr. 
Umberge, Executive Vice-President 
Picker X-Ray Corp. (Canada), who chose 
his topic, “Phototiming.” portion his talk 
dealt with the electrical viewpoint, while the 
remainder described the photo-Roentgen unit, 
used most hospitals for admission chest 
x-rays. The fact that there are calculations 
necessary the chief advantage photo-tim- 
ing, Mr. Umberge stated. Noting that until 
several years ago short exposures were impos- 
sible, Mr. Umberge went say that photo- 
timing holds great future for x-ray. 


During the business session, discussed the 
wearing caps female and registered tech- 


QUEBEC SOCIETY 
X-RAY TECHNICIANS 


Graduation exercises for twenty-one new 
members were held Friday evening, February 
llth, 1955, the Nurses’ Residence Notre 
Dame Hospital, Montreal. short business 
meeting preceded the exercises. were wel- 
comed Dr. Leger. film “Gastric Series” 
was shown Mr. Noel Boisvert Janelle 
Co. Parents and friends the new graduates 
were present. Dr. McKay, Honorary 
President our Society and Director 
Radiology the Montreal General Hospital, and 
Dr. Gill, representing the Canadian Society 
Radiologists, addressed the gathering Eng- 
lish and French, and later distributed the cerifi- 
cates. Miss Claire Belanger presented the new 
members with the Society Pins. Following this 
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nicians, late fees, the Physics Correspondence 
Course, and plans for our next meeting which 
will held Sault Ste. Marie, June 4th, 1955. 


The Physics Correspondence Course, which 
the Northern Section sponsoring, has turned 
out tremendous success. are pleased 
say now have total enrolment 18. 
Mr. Dave Younger, Physics Drector the 
Sudbury Mining and Technical School, who has 
donated much his time for this worthy 
project, many thanks. 


our June meeting, will hold the annual 
election officers for the 1955-56 term. 
hope many members possible will attend 
this very important meeting. excellent pro- 
gramme being planned our programme 
committee, 


film the cervical spine was shown 
the conclusion the evening Mr. George 
Ross, through the courtesy Sunny- 
brook Hospital, Toronto. 


Refreshments were served the Sisters 
the hospital the close the meeting and 
were thanked for their hospitality. 


—FRANCES QUINN, R.T., 
Secretary-Treasurer, 
Northern Section. 


adjourned the salon where delightful 
refreshments were served. Miss Vintha Dunn 
and Miss Lorraine Tremblay looked after the 
planning the entertainment and are 
congratulated the success their efforts. 
Following are the names the graduates, 
whom heartily welcome our society: 
Catherine Rowlands, Edna Ervin, Dorothy 
Jones, Joseph Pavlin, Marie Charette, Jacquelin 
Cote, Jacqueline Gelinas, Marie Bourdage, 
Therese Vherer, Gisele St. Hilaire, Sister 
Marguerite Sauve, Rachel Lasnier, all Mon- 
treal; Maria MacDonald, Lennoxville; Viola 
Kouri, Sherbrooke; George Grandpre, St. 
Hyacinthe; Sister St. Blandin, Sherbrooke; Sis- 
ter Marie Louisville; Susanne 
Simoneau, Ottawa; Rolande Dufresne, Gamelin, 
Que.; Sister Therese Sacre Coeur, Chicou- 
timi; Sister Marie Andronic, Dorchester, Que. 
Miss Lorraine Tremblay has resigned from 
the staff the Montreal General Hospital 
become technician for the Clinic the Mon- 
treal Fashion Industries Health Centre. This 
new venture started the International 
Ladies Garment Workers’ Union—the first 
Canada, and should prove very interesting 


le e+ 
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work, there are 12,000 employees this union. 


general meeting the Quebec Society was 
held March 26th, 1955, St. Joseph’s Hos- 
pital, Lachine. Despite very blustery, stormy 
day, were pleased see fairly good num- 
ber present. 


Mother Superior, Sister Lucie des Anges, wel- 
comed the Hospital. Sister Marie 
Ste Famille introduced Dr. Lafleur, Radiolo- 
gist St. Joseph’s Hospital, who gave very 
Tissues. Dr. Lafleur was thanked Miss 
Andreé Jutras. 


Following business meeting, were served 
delightful tea the hospital. 


14th ANNUAL MEETING 
The Annual Meeting the Quebec Society 
was held May Ste. Jeanne d’Arc Hos- 
pital. Dr. Vallee, radiologist that hos- 
pital, welcomed cordially after being intro- 
duced Miss Ducharme. then spoke 
French and English “The Rights and Duties 
X-Ray Technician.” hope publish 
this paper the near future. Dr. Vallee was 

thanked Miss Madeleine Magnan. 


Following this, reports the past year were 
given the respective officers. 


The officers for the coming year were an- 
nounced follows: 

President—Mr. Donald Fisk. 

Vice-President—Miss Andree Jutras. 

Secretary-Treasurer—Miss Yolande Garand. 

Registrar—Miss Lorraine Tremblay. 

Hon. Director—Dr. Jean. 

Directors—Sr. Ste. Berenice, 
Belanger, Mr. Henry Meadus. 


The Gevaert medal winners were announced. 
Our congratulations Sr. St. Leonard St. 
Joseph Sanitorium and Sr. Marie St. Famille 
St. Joseph’s Hospital, Lachine. 

Sr. Ste. Berenice won the Gevaert door prize. 

Miss Flore Joyal presented our retiring Presi- 
dent with small gift jewellery recognition 
her work the past year. 


Tea was served after the meeting the new 
cafeteria the hospital. 

Miss Claire Belanger has left the staff St. 
Joseph’s Sanitorium, Rosemount, and now 


nurse x-ray technician the new Beaubien 
Medical Centre. 


April 22nd bridge was held the Audi- 
torium Misericorde Hospital means 
raising funds for our expenses. 
goodly number technicians and their friends 
met and enjoyed the evening. are grateful 
number our friends—the servicemen 
several companies, who donated beautiful door 
prizes. Our thanks are also due Sr. Berenice 
and officials Misericorde Hospital, who pro- 
vided coffee for our refreshments well 
putting the beautiful auditorium our disposal. 
The evening proved such success both socially 
and financially that hope this only the first 
many such events. 

—EDWINA BOA, R.T., 
Sub-Editor. 


SOCIETE DES TECHNICIANS 
R.X. PROVINCE QUEBEC 


Une assemblée générale lieu 
Notre-Dame Montréal, février 1955 
résidence des infirmiéres heures p.m. 

docteur Jean-Louis Léger souhaita plus 
cordiale bienvenue tous les membres présents. 
Aprés une courte séance d’affaires, les certificats 
furent présentés aux heureux candidats 
novembre dernier par docteur Gill pour 
les membres langue par doc- 
teur McKay pour les membres langue 
anglaise. d’eux leur offrirent félicita- 
tions leur souhaitément une heureuse carriére. 

magnifique thé “Thé 
organisé par Mile Dun Tremblay avec 
coopération financiére Arthur Elsey 
Cie Dupont, Paul Berty, représentant 
Eastman Kodak nous fut servi. tout fut 
magnifique succés. Nous remercions tous 
cuex qui, prés loin ont collaboré 
rendre agréable cette soirée graduation. 

Plusieurs radiologistes nous ont fait l’honneur 
d’étre présents tels que: Gill, représentant 
des radiologistes auprés Société des techni- 
ciens, Jean Bouchard, examinateur 
C.S.R.T., Paul Brodeur, Les Drs 
Léger Jean-Pierre Jean, etc. 

Toutes nos félicitations Thérése Blain, 

(suite p. 102) 
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UICK! 


out the dark the light 


G-E through-the-wall pass tanks take 


wet-film viewing out the dark room 


Speed x-ray film processing relieve dark 
room congestion and work interruptions! 


General Electric offers you two valuable types 
through-the-wall pass tanks. 


ONE the new fixer-pass tank which permits wet- 
film viewing the earliest possible moment. Films are 
actually passed through the tank the fixer solution 
—with fixer temperature controllable circulating 
refrigerated water inner tank jacket. 


THE SECOND the G-E water-pass tank which 
developed and fixed films are passed from dark room 
lighted area. 

Get full details from your G-E x-ray representative 

phone write the nearest office General 
Electric X-Ray Corporation, Limited Montreal, G-E through- the-wall tanks are available and 


P adn 48-inch sizes — with hinged or sliding covers as shown 
Toronto, Vancouver, Winnipeg. above. Film hanger push racks speed transfer 


Most Important Product 


GENERAL 


ELECTRIC 
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R.T., éléve Mme Pauline Donalda, D.M., pour 
participation vocale apportée lors rep- 
résentation, Her Majesty’s, Bal Masqué, 
opéra Verdi. Bon succés. Toutes nos félici- 
tations Albert Jutras, radiologiste 
Montréal qui remporté prix 


annuel Ciba pour thése intitulée “Cholégra- 
phie endo-veineuse.” Nos plus sincéres remer- 
ciements aux autorités Notre-Dame 
pour avoir généreusement fourni local 
assumer service pour soirée graduation. 
—ALICE PAQUIN, R.N., R.T., 
Rédactrice adjointe. 


SASKATCHEWAN DIVISION 
C.S.R.T. 


SASKATOON BRANCH 


The December meeting the Saskatoon 
Branch was held St. Paul’s Hospital the 
9th. 


Dr. Riley gave excellent lecture “The 
Anatomy the Heart and Chest.” sup- 
ported this with illustrations and sections the 
heart which proved very instructive everyone 
present. The lecture was followed film 
Urology. 


During the business meeting Mr. Attridge 
introduced new idea benefit the student 
technicians. From now one senior techni- 
cian would responsible for answering full 
one question submitted the students. This 
idea would continued through our present 
season. 


Our January meeting was held the 13th 
the University Hospital. Dr. Riley was again 
our guest speaker and presented lecture 


“The Anatomy the Skull.” This lecture was 
also with illustrations which cleared many 


difficulties the anatomical structure the 
skull. 


tour the X-Ray Department the new 
University Hospital and demonstrations the 
machines brought the meeting close. 


102 


The February meeting was held the City 
Hospital the 9th the month. Due ill- 
ness our programme committee short but 
general discussion was held and many problems 
were attended to. Miss Phyllis Uchman and 
Mr. Attridge presented the answers the 
questions submitted them. 


The March gathering was held the Recrea- 
tion Hall the D.V.A. Hospital with the 
X-Ray Technicians playing host the Labora- 
tory Technicians the City. Films atomic 
radiation and its effects human beings were 
shown. Mr. Fusedale the Civil Defence or- 
ganization Saskatoon gave interesting talk 
the Civil Defence Arrangements here this 
city. 


REGINA AND MOOSE JAW 


The January meeting was held the Medical 
Arts Clinic with members present. After 
short business meeting had social evening. 


The February meeting was held the General 
Hospital with members present. Commit- 
tees were elected for the forthcoming convention. 


The March meeting was held Moose Jaw 
Union Hospital with members present. Miss 
MacGregor gave the opening address speaking 
Poliomyelitis. 


Mr. Penley moved vote thanks Mr. 
Hanoski who leaving the Society April 1st. 
was wished the best luck his future 


After short business meeting films were 
shown the Physics X-Rays. 


—C. JOHNSON, R.T., 
Sub-Editor. 
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BARGAIN PRICE BACK NUMBERS FOCAL SPOT. Vols. 


(1946), (1951), and are obtainable complete; Vols. and Nos. 


and only; Vols. and all but first issue each year. 


SPECIAL OFFER: issues (all those stock except Vol. (1954) for $5.50 


postage paid. Separate volumes (or any copies): $1.00 for issues (excluding 


11). 


NOTE: OFFICERS PROVINCIAL DOMINION SOCIETIES may 


obtain what they need complete their files without charge except for postage 
the rate cents per copy. Make cheque M.O. payable The Focal 


GUMMED RADIOGRAPHIC CARD 
DEX HEADS—From Focal Spot article 
Sister Edmund Campion. Fifty cents. The 
Focal Spot, Cartwright, 555 University 
Ave., Toronto. 


C.S.R.T. STUDENT TRAINING CURRICU- 
LUM—Fifty cents per copy, from Mrs. 
Hood, R.N., R.T., 2175 West 16th Ave., Van- 
couver B.C. 


Cartwright, R.T. One dollar, from Cart- 
wright, Hospital for Sick Children, Toronto, 
Ont. 


Spot (add cents for bank charge), 555 University Avenue, Toronto, Ont. 


YOU THROWING MONEY DOWN 
DRAIN EACH TIME YOU DISCARD YOUR FIXER? 


HANDBOOK ANATOMY 
PHYSIOLOGY 
for X-ray Technicians 
MALLETT, M.D. 
NOW ITS SECOND PRINTING 
Improved Binding 
112 pages—182 illusraions 

chapters subdivided into 161 sections. 
Each chapter contains valuable list words 

dealt with that chapter. 

“No technician can afford without it; 
students will find their studies simplified and 
R.T.’s will find excellent book for rapid 
Focal Spot. 

“The answer the student’s prayer; could well 
made the official handbook for 
The Radiographer (Australia) 

Canada $3.25 postage paid. 

U.S. $3.75 postage paid. 
Send orders accompanied cheque money 


order 
MISS JOAN GRAHAM, R.T. 
540 Tegler Building, Edmonton, Alberta 


Did you know that your exhausted fixer contains silver proportion the 
number films processed through it? For instance: you exhaust gals. 
fixer weekly (approx. 1200 films) and discard same, you are throwing away 
silver worth about $25.00 you each month. 
Write to-day for details how 
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TURN YOUR DISCARDED FIXER INTO DOLLARS 


GIFFIN AND LIDKIE 
165 Hallmark Ave., Toronto 14, Ont. 


| 
ote 
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CASH FOR OLD X-RAY FILM 


Buy Used and Out-dated Film (any size) 


YOU NEED THE SPACE 
NEED THE FILM BASE 


Write Phone For Our Generous Price Offer 
Pay Freight Charges 
Giving Satisfaction For Over Years 


DISCARDED FILM PRODUCTS 


Canada’s Oldest Film Salvage Firm 
117 St. Patrick Street, Toronto, Ont. 
3-4716; 3-0551 


Evenings: 0832 


Rings and Lapel Pins 


LADY’S SOLID SHANK 
STYLE RING 

karat yellow gold $14.50 

Sterling silver .. 4.50 


GENT’S STYLE RINGS 
10 karat heavy yel- 


LADY’S SPLIT SHANK 


STYLE RING 
karat yellow gold $12.00 
Sterling silver .. 3.75 


LAPEL PINS AND 
BUTTONS 
Lady’s style pin with 


low gold ..... $18.75 safety clasp ...... 2.00 
Heavy Sterling Man’s style lapel but- 
MADE 


Johnson-Hutchinson Ltd. 
JEWELLERS 
“The Perfect Diamond House” 


286 Portage Avenue 


Winnipeg, Manitoba 


Members wishing purchase either C.S.R.T. Lapel 
Pins or Rings should now first apply to the Society Regis- 
tias, mrs. Catherine couiscn, Ste. 13, Amboyd 
Apts., Ncrwood, man:tob2, for a purchase authorization 
certificate. This certificate, together with a mcney order 
cover.ng cost of purchase (please make small allowance 
f.r postage, etc.) should be sent direct to the jewellers. 


Piease note that the cost of the Lapel Pins is now two 
dollars ($2.00) instead of the former two dollars and fifty 


cents ($2.50). 


TECHNICIANS WANTED 
MONTREAL CHILDREN’S HOSPITAL 
requires X-Ray Technician. Imme- 
diate vacancy. Apply for details to: Miss 
Ellis, X-Ray Dept., Montreal Children’s Hos- 
pital, 1615 Cedar Avenue, Montreal. 


and receptionist for two doctor practice small 
town Canadian Rockies British Columbia. 
New clinic building. Picker 100 m.a. unit. 
Applicant must have business acumen and 
prepared take over responsibility. There 
also stenographer the office. are pre- 
pared train you business duties but 
necessary you already have experience x-ray 
technician. Excellent salary. interested state 
age, experience and references too. Box 
Focal Spot. 


X-RAY TECHNICIANS—Registered, for 
400 bed general hospital. Salary range from 
$216.00-$253.00 per month, depending experi- 
ence and qualifications; hour, day week; 
weeks annual vacation; liberal accumulation 
sick leave. Apply to: Personnel Officer, Royal 
Columbian Hospital, New Westminster, B.C. 


Wanted: Registered Technician, R.N., R.T. 
preferred, not necessary, take full charge 
Diagnostic X-Ray Department. For further 
particulars, please write The 
Medical Clinic, 710 Seymour Street, Vancouver 
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The first time man sees one action he’s likely gape unbelieving 
the uncanny behavior FlexiCast immobilizing bag. One minute looks, feels, 
acts like limp rubber sandbag. the next eyeblink, “freezes” into 
rockhard mass. What’s happened? 


Simple all the air has been sucked out the bag. Suddenly 
deprived the intersurface airskin which had separated them, 
the granules inside (they’re not sand but tiny plastic beads) clump 
tightly together. The dense mass, now vacuo, then further 
compacted all sides the pounds (approx.) per square 
inch pressure the surrounding atmosphere. long the vacuum 
maintained the FlexiCast stays hard. When you trip the 
vacuum-release valve instantly reverts the flaccid 
state, freeing the patient. 


FlexiCast has already proven itself invaluable many PICKER X-RAY CANADA 


procedures where temporary immobilization required, doing LIMITED 
away with the need for straps, bands, sandbags and similar restraints. 1074 Laurier Ave. 
The range four shapes (see below) provides quick immobil- MONTREAL, P.Q. 
ization for practically any body part. 
Divid ancake lexi or precise le to 
for immobilizing patients. 


14.696 in. holds her velvet grip 


Where pastime and profession 


Though his hobby orchid culture and his 
profession, radiology; though the end re- 
sults pastime and career are different 
day and night, there is, nevertheless, one 
important, basic similarity. pursuit 
both, the radiologist must make precise use 


For superior radiographic results, 
follow this simple rule: 


Use Kodak 
Blue Brand 


CANADIAN KODAK CO., LIMITED, Toronto Ontario 


Process 


X-ray Film Kodak Chemicals 
y 


(LIQUID POWDER) 


Order from your x-ray dealer 


procedures and materials. That why, 
physician, his practice demand the 
uniformity and dependability Kodak Blue 
Brand X-ray Film and Kodak x-ray chemicals 
—made work together—made produce 
radiographic results that are trustworthy. 


